sample_id param_name  cas_number fraction value_type stat_type duration_basis temperature_basis
result_value result_unit container_type container_size container_size_units container_color
temp_preserve_type chem_preservative lab_anl_method_code analysis_date analysis_time test_type
lab_matrix_code analysis_location wet_or_dry_basis dilution_factor prep_method  prep_date
prep_time lab_name_code qc_level lab_sample_id percent_moisture_lab_calc
subsample_amount subsample_amount_unit test_comment final_volume final_volume_unit
result_error_delta result_type_code reportable_result detect_flag lab_qualifiers
validator_qualifiers organic_YN reporting_detection_limit quantitation_limit detection_limit_unit
result_comment qc_original_conc qc_spike_added qc_spike_measured qc_spike_recovery
qc_dup_original_conc  qc_dup_spike_added qc_dup_spike_measured qc_dup_spike_recovery qc_rpd
qc_spike_Icl qc_spike_ucl qc_rpd_cl qc_spike_status qc_dup_spike_status qc_rpd_status
test_batch_type test_batch_id
HW48 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/10/2012 2:25:00 PM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-01 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 10 ug/l
Prep BB21004
HW48 Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 4:48:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-01 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep BB21004
HW48 TETRAETHYLENE GLYCOL 112-60-7 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 4:48:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-01 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep BB21004
HwW48 TRIETHYLENE GLYCOL 112-27-6 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 4:48:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-01 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep BB21004
HW48 2-Butoxyethanol 111-76-2 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 4:48:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-01 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 5 ug/l
Prep BB21004
HW48z 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/10/2012 2:30:00 PM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-03 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 10 ug/l
Prep BB21004
HW48z TETRAETHYLENE GLYCOL 112-60-7 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 5:08:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-03 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep BB21004
HW48z Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 5:08:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-03 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep BB21004
HW48z 2-Butoxyethanol 111-76-2 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 5:08:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-03 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 5 ug/l
Prep BB21004
HW48z TRIETHYLENE GLYCOL 112-27-6 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 5:08:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-03 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep BB21004
HW21 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/10/2012 2:36:00 PM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-06 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 10 ug/l
Prep BB21004
HW21 Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 5:29:00 AM initial WA LB 1
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METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-06
Water 1 mL TRG yes Y U Y 25
HW21 2-Butoxyethanol 111-76-2 T actual U
Glycol by LC/MS/MS 2/11/2012 5:29:00 AM initial WA
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-06
Water 1 mL TRG yes Y U Y 5
HW21 TETRAETHYLENE GLYCOL 112-60-7 T actual
Glycol by LC/MS/MS 2/11/2012 5:29:00 AM initial
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-06
Water 1 mL TRG yes Y U Y 25
HW21 TRIETHYLENE GLYCOL 112-27-6 T actual
Glycol by LC/MS/MS 2/11/2012 5:29:00 AM initial
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-06
Water 1 mL TRG yes Y U Y 25
HW21z 2-Methoxyethanol 109-86-4 T actual U
Glycol by LC/MS/MS 2/10/2012 2:41:00 PM initial WA
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-08
Water 1 mL TRG yes Y U Y 10
HW21z TRIETHYLENE GLYCOL 112-27-6 T actual
Glycol by LC/MS/MS 2/11/2012 5:50:00 AM initial
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-08
Water 1 mL TRG yes Y U Y 25
HW21z TETRAETHYLENE GLYCOL 112-60-7 T actual
Glycol by LC/MS/MS 2/11/2012 5:50:00 AM initial
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-08
Water 1 mL TRG yes Y U Y 25
HW21z 2-Butoxyethanol 111-76-2 T actual U
Glycol by LC/MS/MS 2/11/2012 5:50:00 AM initial WA
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-08
Water 1 mL TRG yes Y U Y 5
HW21z Diethylene Glycol 111-46-6 T actual U
Glycol by LC/MS/MS 2/11/2012 5:50:00 AM initial WA
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-08
Water 1 mL TRG yes Y U Y 25
HW23-P 2-Methoxyethanol 109-86-4 T actual
Glycol by LC/MS/MS 2/10/2012 2:47:00 PM initial
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-11
Water 1 mL TRG yes Y U Y 10
HW23-P 2-Butoxyethanol 111-76-2 T actual
Glycol by LC/MS/MS 2/11/2012 6:10:00 AM initial
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-11
Water 1 mL TRG yes Y U Y 5
HW23-P Diethylene Glycol 111-46-6 T actual
Glycol by LC/MS/MS 2/11/2012 6:10:00 AM initial
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-11
Water 1 mL TRG yes Y U Y 25
HW23-P TETRAETHYLENE GLYCOL 112-60-7 T actual
Glycol by LC/MS/MS 2/11/2012 6:10:00 AM
1 METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-11
Drinking Water 1 mL TRG yes Y U Y
BB21004
HW23-P TRIETHYLENE GLYCOL 112-27-6 T actual
Glycol by LC/MS/MS 2/11/2012 6:10:00 AM
1 METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-11
Drinking Water 1 mL TRG yes Y U Y
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BB21004
HW22 2-Methoxyethanol 109-86-4 T actual U
Glycol by LC/MS/MS 2/10/2012 2:53:00 PM initial WA
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-13
Water 1 mL TRG yes Y U Y 10
HW22 2-Butoxyethanol 111-76-2 T actual U
Glycol by LC/MS/MS 2/11/2012 6:31:00 AM initial WA
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-13
Water 1 mL TRG yes Y U Y 5
HW22 Diethylene Glycol 111-46-6 T actual U
Glycol by LC/MS/MS 2/11/2012 6:31:00 AM initial WA
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-13
Water 1 mL TRG yes Y U Y 25
HW22 TETRAETHYLENE GLYCOL 112-60-7 T actual
Glycol by LC/MS/MS 2/11/2012 6:31:00 AM initial
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-13
Water 1 mL TRG yes Y U Y 25
HW22 TRIETHYLENE GLYCOL 112-27-6 T actual
Glycol by LC/MS/MS 2/11/2012 6:31:00 AM initial
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-13
Water 1 mL TRG yes Y U Y 25
HW23 2-Methoxyethanol 109-86-4 T actual U
Glycol by LC/MS/MS 2/10/2012 2:58:00 PM initial WA
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-15
Water 1 mL TRG yes Y U Y 10
HW23 2-Butoxyethanol 111-76-2 T actual U
Glycol by LC/MS/MS 2/11/2012 6:51:00 AM initial WA
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-15
Water 1 mL TRG yes Y U Y 5
HW23 Diethylene Glycol 111-46-6 T actual U
Glycol by LC/MS/MS 2/11/2012 6:51:00 AM initial WA
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-15
Water 1 mL TRG yes Y U Y 25
HW23 TETRAETHYLENE GLYCOL 112-60-7 T actual
Glycol by LC/MS/MS 2/11/2012 6:51:00 AM initial
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-15
Water 1 mL TRG yes Y U Y 25
HW23 TRIETHYLENE GLYCOL 112-27-6 T actual
Glycol by LC/MS/MS 2/11/2012 6:51:00 AM initial
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-15
Water 1 mL TRG yes Y U Y 25
HW22-P 2-Methoxyethanol 109-86-4 T actual
Glycol by LC/MS/MS 2/10/2012 3:04:00 PM initial
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-17
Water 1 mL TRG yes Y U Y 10
HW22-P Diethylene Glycol 111-46-6 T actual
Glycol by LC/MS/MS 2/11/2012 7:12:00 AM initial
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-17
Water 1 mL TRG yes Y U Y 25
HW22-P TETRAETHYLENE GLYCOL 112-60-7 T actual
Glycol by LC/MS/MS 2/11/2012 7:12:00 AM
1 METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-17
Drinking Water 1 mL TRG yes Y U Y
BB21004
HW22-P TRIETHYLENE GLYCOL 112-27-6 T actual
Glycol by LC/MS/MS 2/11/2012 7:12:00 AM
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1 METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-17 1 ml 71
Drinking Water 1 mL TRG yes Y U Y 25 ug/l
Prep
BB21004
HW22-P 2-Butoxyethanol 111-76-2 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 7:12:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL 1202004-17 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 5 ug/l
Prep BB21004
BLK1 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/10/2012 12:40:00 PM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BLK1 1 ml 1
mL TRG yes Y U Y 10 ug/l
0 Prep BB21004
BLK1 2-Butoxyethanol 111-76-2 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 12:21:00 PM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BLK1 1 ml 1
mL TRG yes Y U Y 5 ug/l
0 Prep BB21004
BLK1 Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 12:21:00 PM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BLK1 1 ml 1
mL TRG yes Y U Y 25 ug/l
0 Prep BB21004
BLK1 TETRAETHYLENE GLYCOL 112-60-7 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 12:21:00 PM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BLK1 1 ml 1
mL TRG yes Y U Y 25 ug/l
0 Prep BB21004
BLK1 TRIETHYLENE GLYCOL 112-27-6 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 12:21:00 PM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BLK1 1 ml 1
mL TRG yes Y U Y 25 ug/l
0 Prep BB21004
BS1 Diethylene Glycol 111-46-6 T actual 99.8 ug/l
Glycol by LC/MS/MS 2/11/2012 4:07:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BS1 1 ml glycols/2-bu
100ppb 1 mL SC yes Y Y 25 ug/l
0 Prep
BB21004
BS1 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/11/2012 4:07:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BS1 1 ml glycols/2-bu
100ppb 1 mL TRG yes Y U Y 10 ug/l
0 Prep
BB21004
BS1 2-Butoxyethanol 111-76-2 T actual 107 ug/l
Glycol by LC/MS/MS 2/11/2012 4:07:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BS1 1 ml glycols/2-bu
100ppb 1 mL SC yes Y Y 5 ug/l
0 Prep
BB21004
BS1 TRIETHYLENE GLYCOL 112-27-6 T actual 114 ug/l
Glycol by LC/MS/MS 2/11/2012 4:07:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BS1 1 ml glycols/2-bu
100ppb 1 mL SC yes Y Y 25 ug/l
0 Prep
BB21004
BS1 TETRAETHYLENE GLYCOL 112-60-7 T actual 116 ug/l
Glycol by LC/MS/MS 2/11/2012 4:07:00 AM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BS1 1 ml glycols/2-bu
100ppb 1 mL SC yes Y Y 25 ug/l
0 Prep
BB21004
BS2 2-Butoxyethanol 111-76-2 T actual U ug/l
Glycol by LC/MS/MS 2/10/2012 3:15:00 PM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BS2 1 ml 2-me 100ppb
1 mL TRG yes Y U Y 5 ug/l
0 Prep BB21004
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BS2 2-Methoxyethanol 109-86-4 T actual 56.4 ug/l
Glycol by LC/MS/MS 2/10/2012 3:15:00 PM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BS2 1 ml 2-me 100ppb
1 mL SC yes Y Y 10 ug/l
0 Prep BB21004
BS2 Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/10/2012 3:15:00 PM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BS2 1 ml 2-me 100ppb
1 mL TRG yes Y U Y 25 ug/l
0 Prep BB21004
BS2 TRIETHYLENE GLYCOL 112-27-6 T actual U ug/l
Glycol by LC/MS/MS 2/10/2012 3:15:00 PM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BS2 1 ml 2-me 100ppb
1 mL TRG yes Y U Y 25 ug/l
0 Prep BB21004
BS2 TETRAETHYLENE GLYCOL 112-60-7 T actual U ug/l
Glycol by LC/MS/MS 2/10/2012 3:15:00 PM initial WA LB 1
METHOD 2/10/2012 10:00:00 AM R3CRL BB21004-BS2 1 ml 2-me 100ppb
1 mL TRG yes Y U Y 25 ug/l
0 Prep BB21004
HW48 Manganese 7439-96-5 T actual U ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48 Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW48 Uranium 7440-61-1 T actual 2 ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW48 Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48 Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW48 Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW48 Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW48 Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW48 Zinc 7440-66-6 T actual U ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water (Total/Dissolved) 50
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mL TRG yes Y U N 2 ug/l
Prep  BB21006
HW48 Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48 Nickel 7440-02-0 T actual 1.3 ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 1 ug/l
Prep  BB21006
HW48 Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW48 Copper 7440-50-8 T actual 5.8 ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 2 ug/l
Prep  BB21006
HW48 Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48 Barium 7440-39-3 T actual 39 ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 10 ug/l
Prep  BB21006
HW48 Arsenic 7440-38-2 T actual 1.1 ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW48 Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW48 Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 9:37:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21006
HW48 Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 9:57:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 3.5 50 ug/l
Prep  BB21006
HW48 Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 9:57:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep  BB21006
HW48 Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 9:57:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21006
HW48 Sodium 7440-23-5 T actual 6660 ug/l
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EPA200.7 2/14/2012 9:57:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21006
HW48 Magnesium 7439-95-4 T actual 4500 ug/l
EPA200.7 2/14/2012 9:57:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21006
HW48 Calcium 7440-70-2 T actual 31700 ug/l
EPA200.7 2/14/2012 9:57:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21006
HW48 Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 9:57:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 2.6 100 ug/l
Prep  BB21006
HW48 Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 9:57:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW48  Strontium 7440-24-6 T actual U ug/l
EPA200.7 2/14/2012 9:57:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW48 Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 9:57:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-01 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep  BB21006
HW48-F Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW48-F Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48-F Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48-F Manganese 7439-96-5 T actual U ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48-F Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
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HW48-F Barium 7440-39-3 T actual 39 ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 10 ug/l
Prep
BB21006
HW48-F Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW48-F Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48-F Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW48-F Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21006
HWA48-F Nickel 7440-02-0 T actual 1.3 ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW48-F Copper 7440-50-8 T actual 4.5 ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21006
HW48-F Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48-F Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48-F Uranium 7440-61-1 T actual 2.1 ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW48-F Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW48-F Zinc 7440-66-6 T actual U ug/l
EPA200.8 2/14/2012 9:48:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-02 50 ml 71/71 Drinking Water
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(Total/Dissolved) 50 mL TRG yes Y

BB21006
HWA48-F Thallium 7440-28-0 T actual
EPA200.8 2/14/2012 9:48:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-02
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HWA48-F Boron 7440-42-8 T actual
EPA200.7 2/14/2012 10:04:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-02
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HWA48-F Strontium 7440-24-6 T actual
EPA200.7 2/14/2012 10:04:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-02
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HWA48-F Tin 7440-31-5 T actual
EPA200.7 2/14/2012 10:04:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-02
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HWA48-F Potassium 9/7/7440 T actual
EPA200.7 2/14/2012 10:04:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-02
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW48-F Magnesium 7439-95-4 T actual
EPA200.7 2/14/2012 10:04:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-02
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HWA48-F Lithium 7439-93-2 T actual
EPA200.7 2/14/2012 10:04:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-02
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HWA48-F Iron 7439-89-6 T actual
EPA200.7 2/14/2012 10:04:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-02
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HWA48-F Calcium 7440-70-2 T actual
EPA200.7 2/14/2012 10:04:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-02
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HWA48-F Sodium 7440-23-5 T actual
EPA200.7 2/14/2012 10:04:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-02
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HWA48-F Titanium 7440-32-6 T actual
EPA200.7 2/14/2012 10:04:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-02
(Total/Dissolved) 50 mL TRG yes Y
BB21006

initial

u

WA

initial

u

WA

initial

u

initial

WA

WA

initial

initial

initial

u

WA
50

LB

WA
50

LB
50

WA
50

WA
50

LB

LB
50

WA

WA
50

WA
50

4470

6630

2 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

1 ug/l
Prep
1 METHOD
71/71 Drinking Water
35 50 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
47.8 2000 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
204 500 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
1 METHOD
71/71 Drinking Water
26 100 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
6.6 500 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
9.2 1000  ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
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HW48z Zinc 7440-66-6 T actual U ug/l
EPA200.8 2/14/2012 9:53:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 2 ug/l
Prep  BB21006
HW48z Uranium 7440-61-1 T actual 2.1 ug/l
EPA200.8 2/14/2012 9:53:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW48z Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 9:53:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48z Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 9:53:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW48z Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 9:53:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW48z Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 9:53:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW48z Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 9:53:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW48z Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 9:53:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW48z Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 9:53:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48z Manganese 7439-96-5 T actual U ug/l
EPA200.8 2/14/2012 9:53:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48z Copper 7440-50-8 T actual 6.5 ug/l
EPA200.8 2/14/2012 9:53:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 2 ug/l
Prep  BB21006
HW48z Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 9:53:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW48z Barium 7440-39-3 T actual 391 ug/l
EPA200.8 2/14/2012 9:53:00 AM initial WA LB 25 METHOD 2/10/2012
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3:26:00 PM R3CRL 1202004-03
mL TRG yes Y D
HW48z Arsenic 7440-38-2 T actual
EPA200.8 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW48z Antimony 7440-36-0 T actual
EPA200.8 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW48z Aluminum 7429-90-5 T actual
EPA200.8 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW48z Beryllium 7440-41-7 T actual
EPA200.8 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW48z Nickel 7440-02-0 T actual
EPA200.8 2/14/2012 9:53:00 AM
3:26:00 PM R3CRL 1202004-03
mL TRG yes Y D
HW48z Titanium 7440-32-6 T actual
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW48z Iron 7439-89-6 T actual
EPA200.7 2/14/2012 10:08:00 AM
3:26:00 PM R3CRL 1202004-03
mL TRG yes Y U
HW48z Lithium 7439-93-2 T actual
EPA200.7 2/14/2012 10:08:00 AM
3:26:00 PM R3CRL 1202004-03
mL TRG yes Y U
HW48z Magnesium 7439-95-4 T actual
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW48z Potassium 9/7/7440 T actual
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW48z Sodium 7440-23-5 T actual
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW48z Boron 7440-42-8 T actual
EPA200.7 2/14/2012 10:08:00 AM
3:26:00 PM R3CRL 1202004-03

9:53.00 AM
1202004-03
Y

9:53.00 AM
1202004-03
Y

9:53.00 AM
1202004-03
Y

9:53.00 AM
1202004-03

10:08:00 AM
1202004-03

10:08:00 AM
1202004-03

10:08:00 AM
1202004-03

10:08:00 AM
1202004-03

initial

initial

initial

initial

Y

WA

50
N

initial

Y

WA
50

initial

Y

initial

Y

initial

Y

WA
50

ml

WA

WA

WA

WA

1.3

LB
ml

WA

WA

WA

WA

LB
ml

71/71 Drinking Water (Total/Dissolved) 50
10 ug/l
Prep  BB21006

U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 2 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 30 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
ug/l
25 METHOD 2/10/2012

71/71 Drinking Water (Total/Dissolved) 50
1 ug/l
Prep  BB21006

U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 200 ug/l
Prep
ug/l
1 METHOD 2/10/2012

71/71 Drinking Water (Total/Dissolved) 50
100 ug/l

Prep  BB21006
ug/l

1 METHOD 2/10/2012

71/71 Drinking Water (Total/Dissolved) 50
200 ug/l

Prep  BB21006

4490  ugfl
LB 1 METHOD
50 mi 71/71 Drinking Water
N 204 500 ug/l
Prep
U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 47.8 2000 ug/l
Prep
6680 ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 9.2 1000  ug/l
Prep
ug/l
1 METHOD 2/10/2012

71/71 Drinking Water (Total/Dissolved) 50

DIM0274743

DIM0274753



mL TRG yes Y U N 3.5 50 ug/l
Prep  BB21006
HW48z Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 10:08:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep  BB21006
HW48z Calcium 7440-70-2 T actual 31600 ug/l
EPA200.7 2/14/2012 10:08:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21006
HW48z Strontium 7440-24-6 T actual U ug/l
EPA200.7 2/14/2012 10:08:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-03 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW48z-F Barium 7440-39-3 T actual 37.4 ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 10 ug/l
Prep
BB21006
HW48z-F Zinc 7440-66-6 T actual U ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW48z-F Uranium 7440-61-1 T actual 1.9 ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW48z-F Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48z-F Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48z-F Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW48z-F Nickel 7440-02-0 T actual 1.2 ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW48z-F Manganese 7439-96-5 T actual U ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW48z-F Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
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2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21006
HW48z-F Copper 7440-50-8 T 4.3 ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y D N 2 ug/l
Prep
BB21006
HW48z-F Cobalt 7440-48-4 T U ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21006
HW48z-F Chromium 7440-47-3 actual U ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 2 ug/l
Prep
BB21006
HW48z-F Vanadium 7440-62-2 actual U ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 5 ug/l
Prep
BB21006
HW48z-F Beryllium 7440-41-7 actual U ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21006
HW48z-F Arsenic 7440-38-2 actual 1 ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y D N 1 ug/l
Prep
BB21006
HW48z-F Antimony 7440-36-0 actual U ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 2 ug/l
Prep
BB21006
HW48z-F Aluminum 7429-90-5 actual U ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 30 ug/l
Prep
BB21006
HW48z-F Cadmium 7440-43-9 actual U ug/l
EPA200.8 2/14/2012 9:59:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21006
HW48z-F Boron 7440-42-8 T U ug/l
EPA200.7 2/14/2012 10:11:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 3.5 50 ug/l
Prep
BB21006
HW48z-F Titanium 7440-32-6 actual U ug/l
EPA200.7 2/14/2012 10:11:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 200 ug/l
Prep
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BB21006
HW48z-F Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 10:11:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW48z-F Strontium 7440-24-6 T actual U ug/l
EPA200.7 2/14/2012 10:11:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW48z-F Sodium 7440-23-5 T actual 6660 ug/l
EPA200.7 2/14/2012 10:11:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21006
HW48z-F Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 10:11:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21006
HW48z-F Magnesium 7439-95-4 T actual 4510  ug/l
EPA200.7 2/14/2012 10:11:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21006
HW48z-F Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 10:11:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW48z-F Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 10:11:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2.6 100 ug/l
Prep
BB21006
HW48z-F Calcium 7440-70-2 T actual 31800 ug/l
EPA200.7 2/14/2012 10:11:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-04 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21006
HW21 Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW21 Zinc 7440-66-6 T actual 9.3 ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 2 ug/l
Prep  BB21006
HW21 Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW21 Uranium 7440-61-1 T actual U ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water
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(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21 Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21 Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW21 Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW21 Nickel 7440-02-0 T actual U ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW21 Manganese 7439-96-5 T actual 7.3 ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW21 Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW21 Copper 7440-50-8 T actual 6.4 ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 2 ug/l
Prep  BB21006
HW21 Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21 Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21 Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21 Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW21 Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 10:04:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-06 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
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BB21006
HW21 Lead 7439-92-1 T actual
EPA200.8 2/14/2012 10:04:00 AM initial WA
3:26:00 PM R3CRL 1202004-06 50
mL TRG yes Y U N
HW21 Barium 7440-39-3 T actual
EPA200.8 2/14/2012 10:04:00 AM initial WA
3:26:00 PM R3CRL 1202004-06 50
mL TRG yes Y D N
HW21 Magnesium 7439-95-4 T actual
EPA200.7 2/14/2012 10:15:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-06
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21 Calcium 7440-70-2 T actual
EPA200.7 2/14/2012 10:15:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-06
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21 Lithium 7439-93-2 T actual
EPA200.7 2/14/2012 10:15:00 AM initial WA
3:26:00 PM R3CRL 1202004-06 50
mL TRG yes Y U N
HW21 Potassium 9/7/7440 T actual
EPA200.7 2/14/2012 10:15:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-06
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21 Sodium 7440-23-5 T actual
EPA200.7 2/14/2012 10:15:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-06
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21 Strontium 7440-24-6 T actual
EPA200.7 2/14/2012 10:15:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-06
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21 Tin 7440-31-5 T actual
EPA200.7 2/14/2012 10:15:00 AM initial WA
3:26:00 PM R3CRL 1202004-06 50
mL TRG yes Y U N
HW21 Titanium 7440-32-6 T actual
EPA200.7 2/14/2012 10:15:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-06
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21 Boron 7440-42-8 T actual
EPA200.7 2/14/2012 10:15:00 AM initial WA
3:26:00 PM R3CRL 1202004-06 50
mL TRG yes Y U N
HW21 Iron 7439-89-6 T actual
EPA200.7 2/14/2012 10:15:00 AM initial WA
3:26:00 PM R3CRL 1202004-06 50
mL TRG yes Y N
HW21-F Aluminum 7429-90-5 T actual

LB
ml

31.8
LB

WA

WA

LB

WA

WA

WA

LB
ml

WA

LB

35

366
LB
ml
26

Prep

ug/l

25 METHOD 2/10/2012
71/71 Drinking Water (Total/Dissolved) 50
1 ug/l

Prep  BB21006

ug/l

25 METHOD 2/10/2012
71/71 Drinking Water (Total/Dissolved) 50
10 ug/l

Prep  BB21006
2450  ugfl
LB 1 METHOD
50 mi 71/71 Drinking Water
N 204 500 ug/l
Prep
18600 ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 6.6 500 ug/l
Prep
ug/l
1 METHOD 2/10/2012

71/71 Drinking Water (Total/Dissolved) 50

200 ug/l
Prep  BB21006
U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 47.8 2000 ug/l
Prep
9770  ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 9.2 1000  ug/l
Prep
U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 200 ug/l
Prep
ug/l
1 METHOD 2/10/2012

71/71 Drinking Water (Total/Dissolved) 50

200 ug/l
Prep  BB21006

U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water

N 200 ug/l

Prep

ug/l

1 METHOD 2/10/2012

71/71 Drinking Water (Total/Dissolved) 50
50 ug/l
Prep  BB21006
ug/l
1 METHOD 2/10/2012
71/71 Drinking Water (Total/Dissolved) 50
100 ug/l
Prep  BB21006

U ug/l
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EPA200.8 2/14/2012 10:15:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Antimony 7440-36-0 T actual
EPA200.8 2/14/2012 10:15:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Arsenic 7440-38-2 T actual
EPA200.8 2/14/2012 10:15:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Barium 7440-39-3 T actual
EPA200.8 2/14/2012 10:15:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Beryllium 7440-41-7 T actual
EPA200.8 2/14/2012 10:15:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Cadmium 7440-43-9 T actual
EPA200.8 2/14/2012 10:15:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Chromium 7440-47-3 T actual
EPA200.8 2/14/2012 10:15:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Uranium 7440-61-1 T actual
EPA200.8 2/14/2012 10:15:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Zinc 7440-66-6 T actual
EPA200.8 2/14/2012 10:15:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Vanadium 7440-62-2 T actual
EPA200.8 2/14/2012 10:15:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Copper 7440-50-8 T actual
EPA200.8 2/14/2012 10:15:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Thallium 7440-28-0 T actual
EPA200.8 2/14/2012 10:15:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y

initial

u

initial

u

initial

u

WA

initial

u

initial

u

initial

u

initial

u

WA

initial

u

WA

initial

u

WA
50

WA
50

WA

32.5
LB
50

WA

WA
50

WA
50

WA
50

7.7
LB
50

WA

438

50

WA
50

25 METHOD
71/71 Drinking Water
30 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

1 ug/l
Prep
25 METHOD
71/71 Drinking Water
10 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

1 ug/l
Prep
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

5 ug/l
Prep
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l

25 METHOD
71/71 Drinking Water

1 ug/l
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BB21006
HW21-F Silver 7440-22-4 T actual
EPA200.8 2/14/2012 10:15:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Selenium 7782-49-2 T actual
EPA200.8 2/14/2012 10:15:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Nickel 7440-02-0 T actual
EPA200.8 2/14/2012 10:15:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Manganese 7439-96-5 T actual
EPA200.8 2/14/2012 10:15:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Lead 7439-92-1 T actual
EPA200.8 2/14/2012 10:15:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Cobalt 7440-48-4 T actual
EPA200.8 2/14/2012 10:15:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Magnesium 7439-95-4 T actual
EPA200.7 2/14/2012 10:23:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Sodium 7440-23-5 T actual
EPA200.7 2/14/2012 10:23:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Strontium 7440-24-6 T actual
EPA200.7 2/14/2012 10:23:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Tin 7440-31-5 T actual
EPA200.7 2/14/2012 10:23:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Titanium 7440-32-6 T actual
EPA200.7 2/14/2012 10:23:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-07
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21-F Boron 7440-42-8 T actual

WA

initial

u

WA

initial

D

WA

WA

initial

initial

initial

u

WA

initial

u

LB
50

WA

LB
50

WA
50

LB
50

LB
50

WA

WA
50

WA
50

LB
50

WA
50

ug/l

9580

Prep

25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

5 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

1 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
204 500 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
9.2 1000  ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
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EPA200.7 2/14/2012 10:23:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-07 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 3.5 50 ug/l
Prep
BB21006
HW21-F Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 10:23:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-07 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW21-F Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 10:23:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-07 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21006
HW21-F Calcium 7440-70-2 T actual 18200 ug/l
EPA200.7 2/14/2012 10:23:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-07 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21006
HW21-F Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 10:23:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-07 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2.6 100 ug/l
Prep
BB21006
HW21z Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 10:20:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21z Nickel 7440-02-0 T actual U ug/l
EPA200.8 2/14/2012 10:20:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW21z Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 10:20:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW21z Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 10:20:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21z Uranium 7440-61-1 T actual U ug/l
EPA200.8 2/14/2012 10:20:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21z Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 10:20:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW21z Zinc 7440-66-6 T actual 11.7 ug/l
EPA200.8 2/14/2012 10:20:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 2 ug/l
Prep  BB21006
HW21z Selenium 7782-49-2 T actual U ug/l
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EPA200.8 2/14/2012 10:20:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-08
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21z Aluminum 7429-90-5 T actual
EPA200.8 2/14/2012 10:20:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-08
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21z Lead 7439-92-1 T actual
EPA200.8 2/14/2012 10:20:00 AM initial WA
3:26:00 PM R3CRL 1202004-08 50
mL TRG yes Y U N
HW21z Copper 7440-50-8 T actual
EPA200.8 2/14/2012 10:20:00 AM initial WA
3:26:00 PM R3CRL 1202004-08 50
mL TRG yes Y D N
HW21z Cobalt 7440-48-4 T actual
EPA200.8 2/14/2012 10:20:00 AM initial WA
3:26:00 PM R3CRL 1202004-08 50
mL TRG yes Y U N
HW21z Cadmium 7440-43-9 T actual
EPA200.8 2/14/2012 10:20:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-08
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21z Barium 7440-39-3 T actual
EPA200.8 2/14/2012 10:20:00 AM initial WA
3:26:00 PM R3CRL 1202004-08 50
mL TRG yes Y D N
HW21z Arsenic 7440-38-2 T actual
EPA200.8 2/14/2012 10:20:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-08
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21z Antimony 7440-36-0 T actual
EPA200.8 2/14/2012 10:20:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-08
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21z Manganese 7439-96-5 T actual
EPA200.8 2/14/2012 10:20:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-08
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21z Chromium 7440-47-3 T actual
EPA200.8 2/14/2012 10:20:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-08
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW21z Boron 7440-42-8 T actual
EPA200.7 2/14/2012 10:34:00 AM initial WA
3:26:00 PM R3CRL 1202004-08 50
mL TRG yes Y U N
HW21z Calcium 7440-70-2 T actual
EPA200.7 2/14/2012 10:34:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-08

WA

WA

LB

75
LB
ml

LB
ml

WA

30.8
LB
ml

WA

WA

WA

WA

LB
ml
35

WA

LB 25 METHOD
50 mi 71/71 Drinking Water
N 5 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 30 ug/l
Prep
ug/l
25 METHOD 2/10/2012

71/71 Drinking Water (Total/Dissolved) 50
1 ug/l
Prep  BB21006
ug/l
25 METHOD 2/10/2012
71/71 Drinking Water (Total/Dissolved) 50
2 ug/l
Prep  BB21006
ug/l
25 METHOD 2/10/2012
71/71 Drinking Water (Total/Dissolved) 50

1 ug/l

Prep  BB21006

U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water

N 1 ug/l

Prep

ug/l

25 METHOD 2/10/2012

71/71 Drinking Water (Total/Dissolved) 50
10 ug/l

Prep  BB21006
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 2 ug/l
Prep
7.2 ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 2 ug/l
Prep
ug/l
1 METHOD 2/10/2012

71/71 Drinking Water (Total/Dissolved) 50
50 ug/l

Prep  BB21006
18500 ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
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(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21006
HW21z Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 10:34:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep  BB21006
HW21z Magnesium 7439-95-4 T actual 2430 ug/l
EPA200.7 2/14/2012 10:34:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21006
HW21z Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 10:34:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21006
HW21z Sodium 7440-23-5 T actual 9770  ug/l
EPA200.7 2/14/2012 10:34:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21006
HW21z Strontium 7440-24-6 T actual U ug/l
EPA200.7 2/14/2012 10:34:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW21z Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 10:34:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW21z Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 10:34:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep  BB21006
HW21z Iron 7439-89-6 T actual 365 ug/l
EPA200.7 2/14/2012 10:34:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-08 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y N 2.6 100 ug/l
Prep  BB21006
HW21z-F Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW21z-F Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21z-F Copper 7440-50-8 T actual 4.7 ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21006
HW21z-F Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
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(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21z-F Nickel 7440-02-0 T actual U ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21z-F Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21z-F Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21z-F Uranium 7440-61-1 T actual U ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21z-F Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW21z-F Zinc 7440-66-6 T actual 7.6 ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21006
HW21z-F Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW21z-F Manganese 7439-96-5 T actual 3.8 ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW21z-F Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21z-F Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW21z-F Barium 7440-39-3 T actual 301 ug/l
EPA200.8 2/14/2012 10:36:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 10 ug/l
Prep
BB21006
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10:36:00 AM
1202004-09

10:36:00 AM
1202004-09

10:36:00 AM
1202004-09

10:38:00 AM
1202004-09

1202004-09

10:38:00 AM
1202004-09

10:38:00 AM
1202004-09

1202004-09

10:38:00 AM
1202004-09

10:38:00 AM
1202004-09

10:38:00 AM
1202004-09

HW21z-F Arsenic 7440-38-2 T
EPA200.8 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW21z-F Antimony 7440-36-0 T
EPA200.8 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW21z-F Aluminum 7429-90-5 T
EPA200.8 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW21z-F Calcium 7440-70-2 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW21z-F Boron 7440-42-8 T actual
EPA200.7 2/14/2012 10:38:00 AM
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW21z-F Sodium 7440-23-5 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW21z-F Titanium 7440-32-6 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW21z-F Tin 7440-31-5 T actual
EPA200.7 2/14/2012 10:38:00 AM
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW21z-F Strontium 7440-24-6 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW21z-F Potassium 9/7/7440 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW21z-F Magnesium 7439-95-4 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM R3CRL
(Total/Dissolved) 50 mL TRG
BB21006
HW21z-F Lithium 7439-93-2 T actual
EPA200.7 2/14/2012 10:38:00 AM
2/10/2012 3:26:00 PM R3CRL

1202004-09

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

30 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
6.6 500 ug/l
Prep
1 METHOD
71/71 Drinking Water
35 50 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
9.2 1000  ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
47.8 2000 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
204 500 ug/l
Prep
1 METHOD
71/71 Drinking Water
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(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW21z-F Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 10:38:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-09 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2.6 100 ug/l
Prep
BB21006
HW23-P Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23-P Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23-P Barium 7440-39-3 T actual 193 ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 10 ug/l
Prep
BB21006
HW23-P Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW23-P Zinc 7440-66-6 T actual U ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW23-P Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23-P Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW23-P Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23-P Manganese 7439-96-5 T actual 4.2 ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW23-P Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21006
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HW23-P Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW23-P Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23-P Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23-P Uranium 7440-61-1 T actual 1.7 ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW23-P Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW23-P Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23-P Copper 7440-50-8 T actual 10 ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21006
HW23-P Nickel 7440-02-0 T actual 1.3 ug/l
EPA200.8 2/14/2012 10:41:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW23-P Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 10:41:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW23-P Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 10:41:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW23-P Strontium 7440-24-6 T actual 370 ug/l
EPA200.7 2/14/2012 10:41:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 200 ug/l
Prep
BB21006
HW23-P Sodium 7440-23-5 T actual 14500 ug/l
EPA200.7 2/14/2012 10:41:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
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(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21006
HW23-P Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 10:41:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2.6 100 ug/l
Prep
BB21006
HW23-P Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 10:41:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21006
HW23-P Calcium 7440-70-2 T actual 27400 ug/l
EPA200.7 2/14/2012 10:41:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21006
HW23-P Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 10:41:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 3.5 50 ug/l
Prep
BB21006
HW23-P Magnesium 7439-95-4 T actual 5110  ug/l
EPA200.7 2/14/2012 10:41:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21006
HW23-P Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 10:41:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-11 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW22 Magnesium 7439-95-4 T actual 6510 ug/l
EPA200.7 2/14/2012 10:45:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21006
HW22 Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 10:45:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW22 Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 10:45:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep  BB21006
HW22 Strontium 7440-24-6 T actual 433 ug/l
EPA200.7 2/14/2012 10:45:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 200 ug/l
Prep
BB21006
HW22 Sodium 7440-23-5 T actual 18000 ug/l
EPA200.7 2/14/2012 10:45:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21006
HW22 Manganese 7439-96-5 T actual 635 ug/l
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EPA200.7 2/14/2012 10:45:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 0.3 15 ug/l
Prep
BB21006
HW22 Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 10:45:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep  BB21006
HW22 Iron 7439-89-6 T actual 8530 ug/l
EPA200.7 2/14/2012 10:45:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y N 2.6 100 ug/l
Prep  BB21006
HW22 Calcium 7440-70-2 T actual 27900 ug/l
EPA200.7 2/14/2012 10:45:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21006
HW22 Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 10:45:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 3.5 50 ug/l
Prep  BB21006
HW22 Barium 7440-39-3 T actual 516 ug/l
EPA200.7 2/14/2012 10:45:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y N 1.2 200 ug/l
Prep  BB21006
HW22 Aluminum 7429-90-5 T actual 5220 ug/l
EPA200.7 2/14/2012 10:45:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 19.5 200 ug/l
Prep
BB21006
HW22 Potassium 9/7/7440 T actual 2690 ug/l
EPA200.7 2/14/2012 10:45:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 47.8 2000 ug/l
Prep
BB21006
HW22 Chromium 7440-47-3 T actual 4.9 ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21006
HW22 Zinc 7440-66-6 T actual 33.2 ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 2 ug/l
Prep  BB21006
HW22 Vanadium 7440-62-2 T actual 5.8 ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 5 ug/l
Prep
BB21006
HW22 Uranium 7440-61-1 T actual 1.7 ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW22 Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
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(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW22 Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW22 Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW22 Nickel 7440-02-0 T actual 7.7 ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 1 ug/l
Prep  BB21006
HW22 Cobalt 7440-48-4 T actual 3.8 ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 1 ug/l
Prep  BB21006
HW22 Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW22 Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW22 Arsenic 7440-38-2 T actual 71 ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW22 Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW22 Copper 7440-50-8 T actual 14 ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 2 ug/l
Prep  BB21006
HW22 Lead 7439-92-1 T actual 227 ug/l
EPA200.8 2/14/2012 10:46:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-13 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 1 ug/l
Prep  BB21006
HW22-F Manganese 7439-96-5 T actual 361 ug/l
EPA200.7 2/14/2012 10:52:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 0.3 15 ug/l
Prep
BB21006
HW22-F Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 10:52:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
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BB21006
HW22-F Iron 7439-89-6 T actual 159 ug/l
EPA200.7 2/14/2012 10:52:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 2.6 100 ug/l
Prep
BB21006
HW22-F Calcium 7440-70-2 T actual 27500 ug/l
EPA200.7 2/14/2012 10:52:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21006
HW22-F Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 10:52:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 3.5 50 ug/l
Prep
BB21006
HW22-F Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 10:52:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW22-F Magnesium 7439-95-4 T actual 5160 ug/l
EPA200.7 2/14/2012 10:52:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21006
HW22-F Barium 7440-39-3 T actual 376 ug/l
EPA200.7 2/14/2012 10:52:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 1.2 200 ug/l
Prep
BB21006
HW22-F Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 10:52:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21006
HW22-F Sodium 7440-23-5 T actual 18100 ug/l
EPA200.7 2/14/2012 10:52:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21006
HW22-F Strontium 7440-24-6 T actual 426 ug/l
EPA200.7 2/14/2012 10:52:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 200 ug/l
Prep
BB21006
HW22-F Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 10:52:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW22-F Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 10:57:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW22-F Nickel 7440-02-0 T actual 1.2 ug/l
EPA200.8 2/14/2012 10:57:00 AM initial WA LB 25 METHOD
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2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-F Selenium 7782-49-2
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-F Uranium 7440-61-1
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-F Silver 7440-22-4 T
EPA200.8 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-F Thallium 7440-28-0
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-F Cobalt 7440-48-4 T
EPA200.8 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-F Arsenic 7440-38-2
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-F Cadmium 7440-43-9
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-F Beryllium 7440-41-7
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-F Zinc 7440-66-6 T
EPA200.8 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-F Vanadium 7440-62-2
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-F Antimony 7440-36-0
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
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BB21006
HW22-F Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 10:57:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW22-F Copper 7440-50-8 T actual U ug/l
EPA200.8 2/14/2012 10:57:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW22-F Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 10:57:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-14 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21006
HW23 Strontium 7440-24-6 T actual 359 ug/l
EPA200.7 2/14/2012 10:56:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 200 ug/l
Prep
BB21006
HW23 Iron 7439-89-6 T actual 375 ug/l
EPA200.7 2/14/2012 10:56:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y N 2.6 100 ug/l
Prep  BB21006
HW23 Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 10:56:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep  BB21006
HW23 Magnesium 7439-95-4 T actual 4980 ug/l
EPA200.7 2/14/2012 10:56:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21006
HW23 Sodium 7440-23-5 T actual 13600 ug/l
EPA200.7 2/14/2012 10:56:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21006
HW23 Calcium 7440-70-2 T actual 26600 ug/l
EPA200.7 2/14/2012 10:56:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21006
HW23 Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 10:56:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep  BB21006
HW23 Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 10:56:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW23 Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 10:56:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 3.5 50 ug/l
Prep  BB21006
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HW23 Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 10:56:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21006
HW23 Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW23 Arsenic 7440-38-2 T actual 1 ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW23 Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW23 Aluminum 7429-90-5 T actual 34.6 ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 30 ug/l
Prep
BB21006
HW23 Barium 7440-39-3 T actual 185 ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 10 ug/l
Prep  BB21006
HW23 Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23 Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23 Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW23 Copper 7440-50-8 T actual 15.5 ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 2 ug/l
Prep  BB21006
HW23 Lead 7439-92-1 T actual 2 ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 1 ug/l
Prep  BB21006
HW23 Manganese 7439-96-5 T actual 14.8 ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW23 Selenium 7782-49-2 T actual U ug/l
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EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW23 Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW23 Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23 Uranium 7440-61-1 T actual 1.7 ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW23 Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW23 Zinc 7440-66-6 T actual U ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 2 ug/l
Prep  BB21006
HW23 Nickel 7440-02-0 T actual 14 ug/l
EPA200.8 2/14/2012 11:02:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-15 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 1 ug/l
Prep  BB21006
HW23-F Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 11:03:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-16 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21006
HW23-F Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 11:03:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-16 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW23-F Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 11:03:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-16 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW23-F Sodium 7440-23-5 T actual 13300 ug/l
EPA200.7 2/14/2012 11:03:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-16 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21006
HW23-F Magnesium 7439-95-4 T actual 4950  ug/l
EPA200.7 2/14/2012 11:03:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-16 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21006
HW23-F Lithium 7439-93-2 T actual U ug/l
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EPA200.7 2/14/2012 11:03:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Iron 7439-89-6 T actual
EPA200.7 2/14/2012 11:03:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Calcium 7440-70-2 T actual
EPA200.7 2/14/2012 11:03:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Boron 7440-42-8 T actual
EPA200.7 2/14/2012 11:03:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Strontium 7440-24-6 T actual
EPA200.7 2/14/2012 11:03:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Arsenic 7440-38-2 T actual
EPA200.8 2/14/2012 11:13:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Copper 7440-50-8 T actual
EPA200.8 2/14/2012 11:13:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Vanadium 7440-62-2 T actual
EPA200.8 2/14/2012 11:13:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Uranium 7440-61-1 T actual
EPA200.8 2/14/2012 11:13:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Thallium 7440-28-0 T actual
EPA200.8 2/14/2012 11:13:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Selenium 7782-49-2 T actual
EPA200.8 2/14/2012 11:13:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Beryllium 7440-41-7 T actual
EPA200.8 2/14/2012 11:13:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y

WA

WA

initial

WA

initial

initial

u

WA

initial

u

initial

D

initial

u

initial

u

initial

u

LB
50

LB
50

WA

LB
50

WA

WA
50

35
LB
50

WA
50

WA
50

WA

WA
50

WA
50

1 METHOD
71/71 Drinking Water
200 ug/l
Prep
1 METHOD
71/71 Drinking Water
26 100 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
6.6 500 ug/l
Prep
1 METHOD
71/71 Drinking Water
35 50 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l

25 METHOD
71/71 Drinking Water

1 ug/l
Prep
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
5 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
5 ug/l
Prep

ug/l

25 METHOD
71/71 Drinking Water

1 ug/l
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BB21006
HW23-F Zinc 7440-66-6 T actual
EPA200.8 2/14/2012 11:13:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Lead 7439-92-1 T actual
EPA200.8 2/14/2012 11:13:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Silver 7440-22-4 T actual
EPA200.8 2/14/2012 11:13:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Cobalt 7440-48-4 T actual
EPA200.8 2/14/2012 11:13:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Chromium 7440-47-3 T actual
EPA200.8 2/14/2012 11:13:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Cadmium 7440-43-9 T actual
EPA200.8 2/14/2012 11:13:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Barium 7440-39-3 T actual
EPA200.8 2/14/2012 11:13:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Antimony 7440-36-0 T actual
EPA200.8 2/14/2012 11:13:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Aluminum 7429-90-5 T actual
EPA200.8 2/14/2012 11:13:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Manganese 7439-96-5 T actual
EPA200.8 2/14/2012 11:13:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW23-F Nickel 7440-02-0 T actual
EPA200.8 2/14/2012 11:13:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-16
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW22-P Sodium 7440-23-5 T actual

WA

WA

WA

WA

initial

u

initial

u

WA

initial

u

initial

u

initial

D

WA

D

LB
50

LB

LB
50

LB
50

WA
50

WA
50

WA
50

WA
50

WA
50

Prep

ug/l
25 METHOD
mi 71/71 Drinking Water
N 2 ug/l
Prep
ug/l
25 METHOD
mi 71/71 Drinking Water
N 1 ug/l
Prep
ug/l
25 METHOD
mi 71/71 Drinking Water
N 1 ug/l
Prep
ug/l
25 METHOD
mi 71/71 Drinking Water
N 1 ug/l
Prep
U ug/l
LB 25 METHOD
mi 71/71 Drinking Water
N 2 ug/l
Prep
U ug/l
LB 25 METHOD
mi 71/71 Drinking Water
N 1 ug/l
Prep
ug/l
25 METHOD
mi 71/71 Drinking Water
N 10 ug/l
Prep
U ug/l
LB 25 METHOD
mi 71/71 Drinking Water
N 2 ug/l
Prep
U ug/l
LB 25 METHOD
mi 71/71 Drinking Water
N 30 ug/l
Prep
2.6 ug/l
LB 25 METHOD
mi 71/71 Drinking Water
N 1 ug/l
Prep
ug/l
25 METHOD
mi 71/71 Drinking Water
N 1 ug/l
Prep
19000 ug/l
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EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-P Magnesium 7439-95-4
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-P Tin 7440-31-5 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-P Titanium 7440-32-6
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-P Potassium 9/7/7440
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-P Manganese 7439-96-5
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-P Aluminum 7429-90-5
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-P Barium 7440-39-3 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-P Boron 7440-42-8 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-P Calcium 7440-70-2
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-P Iron 7439-89-6 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-P Lithium 7439-93-2 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL

2/14/2012
R3CRL

2/14/2012
R3CRL

11:07:00 AM
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

11:07:00 AM
R3CRL

11:07:00 AM
R3CRL

2/14/2012
R3CRL

11:07:00 AM
R3CRL

11:07:00 AM
R3CRL

11:07:00 AM
1202004-17
yes Y

actual
11:07:00 AM
1202004-17
yes Y

1202004-17
yes Y

actual
11:07:00 AM
1202004-17
yes Y

actual
11:07:00 AM
1202004-17
yes Y

actual
11:07:00 AM
1202004-17
yes Y

actual
11:07:00 AM
1202004-17
yes Y

1202004-17
yes Y

1202004-17
yes Y

actual
11:07:00 AM
1202004-17
yes Y

1202004-17
yes Y

1202004-17
yes Y

initial

initial

initial

initial

initial

initial

initial

WA

initial

u

initial

initial

initial

WA

WA

u

initial

WA

WA

u

WA
50

WA
50

LB

WA
50

WA

WA
50

WA
50

511

50

LB
50

WA

4030

50

LB
50

LB
ml

5630

460
LB
ml

2680

1 METHOD
71/71 Drinking Water
9.2 1000  ug/l

Prep
ug/l
1 METHOD
71/71 Drinking Water
204 500 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
47.8 2000 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
0.3 15 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
195 200 ug/l
Prep
1 METHOD
71/71 Drinking Water
1.2 200 ug/l
Prep
1 METHOD
71/71 Drinking Water
35 50 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
6.6 500 ug/l
Prep
1 METHOD
71/71 Drinking Water
26 100 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
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Prep
BB21006
HW22-P Strontium 7440-24-6 T actual 503 ug/l
EPA200.7 2/14/2012 11:07:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 200 ug/l
Prep
BB21006
HW22-P Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW22-P Arsenic 7440-38-2 T actual 3.8 ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW22-P Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW22-P Uranium 7440-61-1 T actual 1.3 ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW22-P Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW22-P Zinc 7440-66-6 T actual 12.3 ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21006
HW22-P Nickel 7440-02-0 T actual 4 ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW22-P Lead 7439-92-1 T actual 8.1 ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW22-P Copper 7440-50-8 T actual 6.1 ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21006
HW22-P Cobalt 7440-48-4 T actual 1.8 ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW22-P Chromium 7440-47-3 T actual 25 ug/l
DIM0274743 DIM0274779



EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21006
HW22-P Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW22-P Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW22-P Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW22-P Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 11:18:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-17 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23-PF Sodium 7440-23-5 T actual 14200 ug/l
EPA200.7 2/14/2012 11:19:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21006
HW23-PF Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 11:19:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW23-PF Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 11:19:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW23-PF Strontium 7440-24-6 T actual 360 ug/l
EPA200.7 2/14/2012 11:19:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 200 ug/l
Prep
BB21006
HW23-PF Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 11:19:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21006
HW23-PF Magnesium 7439-95-4 T actual 5060 ug/l
EPA200.7 2/14/2012 11:19:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21006
HW23-PF Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 11:19:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
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BB21006
HW23-PF Iron 7439-89-6 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW23-PF Calcium 7440-70-2
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW23-PF Boron 7440-42-8 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW23-PF Chromium 7440-47-3
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW23-PF Uranium 7440-61-1
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW23-PF Aluminum 7429-90-5
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW23-PF Antimony 7440-36-0
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW23-PF Arsenic 7440-38-2
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW23-PF Barium 7440-39-3 T
EPA200.8 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW23-PF Beryllium 7440-41-7
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW23-PF Cadmium 7440-43-9
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW23-PF Cobalt 7440-48-4 T

11:19:00 AM
R3CRL

2/14/2012
R3CRL

11:19:00 AM
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

11:24.00 AM
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

1202004-19
yes Y

actual
11:19:00 AM
1202004-19
yes Y

1202004-19
yes Y

actual
11:24:00 AM
1202004-19
yes Y

actual
11:24:00 AM
1202004-19
yes Y

actual
11:24:00 AM
1202004-19
yes Y

actual
11:24:00 AM
1202004-19
yes Y

actual
11:24:00 AM
1202004-19
yes Y

1202004-19
yes Y

actual
11:24:00 AM
1202004-19
yes Y

actual
11:24:00 AM
1202004-19
yes Y

initial

initial

initial

WA

u

initial

WA

initial

u

initial

D

initial

u

initial

u

initial

D

WA

D

initial

u

initial

u

LB
50

WA

LB
50

WA
50

WA
50

WA
50

WA

WA
50

188
LB
50

WA
50

WA
50

ug/l

27100
LB

Prep

1 METHOD
71/71 Drinking Water
26 100 ug/l

Prep

ug/l
1 METHOD

71/71 Drinking Water
6.6 500 ug/l

Prep
1 METHOD
71/71 Drinking Water
35 50 ug/l

Prep

ug/l
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
30 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

1 ug/l
Prep
25 METHOD
71/71 Drinking Water
10 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep
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EPA200.8 2/14/2012 11:24:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23-PF Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 11:24:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23-PF Manganese 7439-96-5 T actual 2.3 ug/l
EPA200.8 2/14/2012 11:24:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW23-PF Nickel 7440-02-0 T actual 1.2 ug/l
EPA200.8 2/14/2012 11:24:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW23-PF Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 11:24:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW23-PF Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 11:24:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW23-PF Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 11:24:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW23-PF Zinc 7440-66-6 T actual U ug/l
EPA200.8 2/14/2012 11:24:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW23-PF Copper 7440-50-8 T actual 7.9 ug/l
EPA200.8 2/14/2012 11:24:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21006
HW23-PF Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 11:24:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-19 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW22-PF Barium 7440-39-3 T actual 452 ug/l
EPA200.7 2/14/2012 11:22:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-20 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 1.2 200 ug/l
Prep
BB21006
HW22-PF Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 11:22:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-20 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 3.5 50 ug/l
DIM0274743 DIM0274782



BB21006
HW22-PF Iron 7439-89-6 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-PF Lithium 7439-93-2 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-PF Magnesium 7439-95-4
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-PF Manganese 7439-96-5
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-PF Potassium 9/7/7440
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-PF Sodium 7440-23-5
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-PF Strontium 7440-24-6
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-PF Tin 7440-31-5 T
EPA200.7 2/14/2012
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-PF Titanium 7440-32-6
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-PF Calcium 7440-70-2
EPA200.7
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-PF Antimony 7440-36-0
EPA200.8
2/10/2012 3:26:00 PM
(Total/Dissolved) 50 mL
BB21006
HW22-PF Chromium 7440-47-3

11:22:00 AM
R3CRL

11:22:00 AM
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

11:22:00 AM
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

1202004-20
yes Y

1202004-20
yes Y

actual
11:22:00 AM
1202004-20
yes Y

actual
11:22:00 AM
1202004-20
yes Y

actual
11:22:00 AM
1202004-20
yes Y

actual
11:22:00 AM
1202004-20
yes Y

actual
11:22:00 AM
1202004-20
yes Y

1202004-20
yes Y

actual
11:22:00 AM
1202004-20
yes Y

actual
11:22:00 AM
1202004-20
yes Y

actual
11:39:00 AM
1202004-20
yes Y

actual

initial

initial

initial

WA

WA

initial

initial

initial

u

initial

initial

WA

initial

u

initial

initial

u

386
LB
50

LB

WA
50

WA
50

WA
50

WA
50

WA

LB
50

WA
50

WA
50

WA
50

ug/l

5150
LB
ml

313

19300

27100

1 METHOD
71/71 Drinking Water
26 100 ug/l

Prep

Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
204 500 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
0.3 15 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
47.8 2000 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
9.2 1000  ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
6.6 500 ug/l
Prep

ug/l

2.5 METHOD

71/71 Drinking Water
2 ug/l

ug/l

Prep
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EPA200.8 2/14/2012 11:39:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-20
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW22-PF Cobalt 7440-48-4 T actual
EPA200.8 2/14/2012 11:39:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-20
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW22-PF Copper 7440-50-8 T actual
EPA200.8 2/14/2012 11:39:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-20
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW22-PF Lead 7439-92-1 T actual
EPA200.8 2/14/2012 11:39:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-20
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW22-PF Nickel 7440-02-0 T actual
EPA200.8 2/14/2012 11:39:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-20
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW22-PF Selenium 7782-49-2 T actual
EPA200.8 2/14/2012 11:39:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-20
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW22-PF Silver 7440-22-4 T actual
EPA200.8 2/14/2012 11:39:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-20
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW22-PF Thallium 7440-28-0 T actual
EPA200.8 2/14/2012 11:39:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-20
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW22-PF Uranium 7440-61-1 T actual
EPA200.8 2/14/2012 11:39:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-20
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW22-PF Vanadium 7440-62-2 T actual
EPA200.8 2/14/2012 11:39:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-20
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW22-PF Zinc 7440-66-6 T actual
EPA200.8 2/14/2012 11:39:00 AM initial
2/10/2012 3:26:00 PM R3CRL 1202004-20
(Total/Dissolved) 50 mL TRG yes Y
BB21006
HW22-PF Arsenic 7440-38-2 T actual
EPA200.8 2/14/2012 11:39:00 AM
2/10/2012 3:26:00 PM R3CRL 1202004-20
(Total/Dissolved) 50 mL TRG yes Y

initial

u

WA

WA

WA

WA

initial

u

WA

initial

u

initial

D

initial

u

WA

initial

D

WA
50

LB
50

LB

LB
50

WA
50

LB
50

WA
50

WA
50

WA

LB
50

WA
50

25 METHOD
71/71 Drinking Water

2 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep
25 METHOD
71/71 Drinking Water
2 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

5 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

5 ug/l
Prep
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l

25 METHOD
71/71 Drinking Water

1 ug/l
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Prep
BB21006
HW22-PF Aluminum 7429-90-5 actual U ug/l
EPA200.8 2/14/2012 11:39:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-20 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 30 ug/l
Prep
BB21006
HW22-PF Cadmium 7440-43-9 actual U ug/l
EPA200.8 2/14/2012 11:39:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-20 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21006
HW22-PF Beryllium 7440-41-7 actual U ug/l
EPA200.8 2/14/2012 11:39:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-20 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21006
HW36n Titanium 7440-32-6 actual U ug/l
EPA200.7 2/14/2012 11:26:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 200 ug/l
Prep
BB21006
HW36n Tin 7440-31-5 T U ug/l
EPA200.7 2/14/2012 11:26:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 200 ug/l
Prep
BB21006
HW36n Strontium 7440-24-6 actual U ug/l
EPA200.7 2/14/2012 11:26:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 200 ug/l
Prep
BB21006
HW36n Sodium 7440-23-5 actual 2830 ug/l
EPA200.7 2/14/2012 11:26:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y N 9.2 1000  ug/l
Prep
BB21006
HW36n Potassium 9/7/7440 actual U ug/l
EPA200.7 2/14/2012 11:26:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 47.8 2000 ug/l
Prep
BB21006
HW36n Magnesium 7439-95-4 actual 2970  ug/l
EPA200.7 2/14/2012 11:26:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y N 20.4 500 ug/l
Prep
BB21006
HW36n Lithium 7439-93-2 T U ug/l
EPA200.7 2/14/2012 11:26:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 200 ug/l
Prep
BB21006
HW36n Iron 7439-89-6 T 172 ug/l
EPA200.7 2/14/2012 11:26:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y N 2.6 100 ug/l
Prep
BB21006
HW36n Calcium 7440-70-2 actual 24900 ug/l
DIM0274743
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EPA200.7 2/14/2012 11:26:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21006
HW36n Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 11:26:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 3.5 50 ug/l
Prep
BB21006
HW36n Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW36n Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW36n Nickel 7440-02-0 T actual 1.1 ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW36n Zinc 7440-66-6 T actual 2.3 ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21006
HW36n Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW36n Uranium 7440-61-1 T actual U ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW36n Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW36n Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW36n Manganese 7439-96-5 T actual 2.1 ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW36n Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
DIM0274743
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Prep
BB21006
HW36n Copper 7440-50-8 T actual 2.7 ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21006
HW36n Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW36n Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW36n Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW36n Barium 7440-39-3 T actual 154 ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 10 ug/l
Prep
BB21006
HW36n Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW36n Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW36n Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 11:45:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-21 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW49 Calcium 7440-70-2 T actual 41100 ug/l
EPA200.7 2/14/2012 11:30:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21006
HW49 Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 11:30:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW49 Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 11:30:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 3.5 50 ug/l
Prep  BB21006
HW49 Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 11:30:00 AM initial WA LB 1 METHOD 2/10/2012
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3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 2.6 100 ug/l
Prep  BB21006
HW49 Magnesium 7439-95-4 T actual 5770  ug/l
EPA200.7 2/14/2012 11:30:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21006
HW49 Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 11:30:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21006
HW49 Sodium 7440-23-5 T actual 12600 ug/l
EPA200.7 2/14/2012 11:30:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21006
HW49  Strontium 7440-24-6 T actual 291 ug/l
EPA200.7 2/14/2012 11:30:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 200 ug/l
Prep
BB21006
HW49 Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 11:30:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep  BB21006
HW49 Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 11:30:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep  BB21006
HW49 Nickel 7440-02-0 T actual 1.7 ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 1 ug/l
Prep  BB21006
HW49 Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW49 Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW49 Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW49  Uranium 7440-61-1 T actual 2.2 ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW49 Manganese 7439-96-5 T actual 36.3 ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
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Prep
BB21006
HW49 Zinc 7440-66-6 T actual 2.3 ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 2 ug/l
Prep  BB21006
HW49 Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW49 Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW49 Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW49 Copper 7440-50-8 T actual 53 ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 2 ug/l
Prep  BB21006
HW49 Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep  BB21006
HW49 Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW49 Barium 7440-39-3 T actual 89.2 ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 10 ug/l
Prep  BB21006
HW49 Arsenic 7440-38-2 T actual 29 ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW49 Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW49  Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21006
HW49 Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 11:50:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-22 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
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HW16-P Iron U ug/l
EPA200.7 11:33:00 AM initial WA LB 1 METHOD
2/10/2012 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 2.6 100 ug/l
Prep
BB21006
HW16-P Titanium actual U ug/l
11:33:00 AM initial WA LB 1 METHOD
2/10/2012 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 200 ug/l
Prep
BB21006
HW16-P Tin U ug/l
EPA200.7 11:33:00 AM initial WA LB 1 METHOD
2/10/2012 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 200 ug/l
Prep
BB21006
HW16-P Strontium actual 1790  ug/l
11:33:00 AM initial WA LB 1 METHOD
2/10/2012 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y N 200 ug/l
Prep
BB21006
HW16-P Sodium actual 50200 ug/l
11:33:00 AM initial WA LB 1 METHOD
2/10/2012 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y N 9.2 1000  ug/l
Prep
BB21006
HW16-P Potassium actual 2040  ug/l
11:33:00 AM initial WA LB 1 METHOD
2/10/2012 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y N 47.8 2000 ug/l
Prep
BB21006
HW16-P Lithium 7439-93-2 U ug/l
EPA200.7 11:33:00 AM initial WA LB 1 METHOD
2/10/2012 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 200 ug/l
Prep
BB21006
HW16-P Calcium actual 34500 ug/l
11:33:00 AM initial WA LB 1 METHOD
2/10/2012 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y N 6.6 500 ug/l
Prep
BB21006
HW16-P Boron 85.6 ug/l
EPA200.7 11:33:00 AM initial WA LB 1 METHOD
2/10/2012 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y N 3.5 50 ug/l
Prep
BB21006
HW16-P Barium 7440-39-3 2850 ugfl
EPA200.7 11:33:00 AM initial WA LB 1 METHOD
2/10/2012 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y N 1.2 200 ug/l
Prep
BB21006
HW16-P Magnesium actual 9980 ug/l
11:33:00 AM initial WA LB 1 METHOD
2/10/2012 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y N 20.4 500 ug/l
Prep
BB21006
HW16-P Vanadium actual U ug/l
11:55:00 AM initial WA LB 25 METHOD
2/10/2012 1202004-23 50 ml 71/71 Drinking Water
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(Total/Dissolved)

BB21006

(Total/Dissolved)

BB21006

(Total/Dissolved)

BB21006

(Total/Dissolved)

BB21006

(Total/Dissolved)

BB21006

(Total/Dissolved)

BB21006

(Total/Dissolved)

BB21006

(Total/Dissolved)

BB21006

(Total/Dissolved)

BB21006

(Total/Dissolved)

BB21006

(Total/Dissolved)

BB21006

(Total/Dissolved)

BB21006

HW16-P Copper 7440-50-8
EPA200.8
2/10/2012

11:55:00 AM
1202004-23

HW16-P Zinc
EPA200.8
2/10/2012

11:55:00 AM
1202004-23

HW16-P Cobalt 7440-48-4
EPA200.8
2/10/2012

11:55:00 AM
1202004-23

HW16-P Manganese
11:55:00 AM

2/10/2012 1202004-23

HW16-P Uranium
11:55:00 AM

2/10/2012 1202004-23

HW16-P Antimony
11:55:00 AM

2/10/2012 1202004-23

HW16-P Arsenic
11:55:00 AM

2/10/2012 1202004-23

HW16-P Beryllium
11:55:00 AM

2/10/2012 1202004-23

HW16-P Chromium
11:55:00 AM

2/10/2012 1202004-23

HW16-P Aluminum
11:55:00 AM

2/10/2012 1202004-23

HW16-P Lead
EPA200.8
2/10/2012

11:55:00 AM
1202004-23

5 ug/l
Prep
25 METHOD
71/71 Drinking Water
2 ug/l
Prep
25 METHOD
71/71 Drinking Water
2 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

30 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep
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HW16-P Nickel 7440-02-0 T actual 1.5 ug/l
EPA200.8 2/14/2012 11:55:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW16-P Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 11:55:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW16-P Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 11:55:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW16-P Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 11:55:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW16-P Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 11:55:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-23 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW54-P Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 11:39:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW54-P Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 11:39:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21006
HW54-P Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 11:39:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW54-P Strontium 7440-24-6 T actual U ug/l
EPA200.7 2/14/2012 11:39:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW54-P Sodium 7440-23-5 T actual 12000 ug/l
EPA200.7 2/14/2012 11:39:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21006
HW54-P Magnesium 7439-95-4 T actual 9800 ug/l
EPA200.7 2/14/2012 11:39:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21006
HW54-P Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 11:39:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
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(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21006
HW54-P Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 11:39:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2.6 100 ug/l
Prep
BB21006
HW54-P Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 11:39:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 3.5 50 ug/l
Prep
BB21006
HW54-P Calcium 7440-70-2 T actual 399200 ug/l
EPA200.7 2/14/2012 11:39:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21006
HW54-P Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW54-P Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW54-P Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21006
HW54-P Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
HW54-P Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW54-P Barium 7440-39-3 T actual 167 ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 10 ug/l
Prep
BB21006
HW54-P Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW54-P Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21006
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HW54-P Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW54-P Zinc 7440-66-6 T actual 4.7 ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21006
HW54-P Uranium 7440-61-1 T actual 2.3 ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW54-P Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW54-P Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
HW54-P Nickel 7440-02-0 T actual 1.7 ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW54-P Manganese 7439-96-5 T actual 1 ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21006
HW54-P Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21006
HW54-P Copper 7440-50-8 T actual 10.8 ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21006
HW54-P Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 12:04:00 PM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL 1202004-24 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21006
BLK1 Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL TRG yes
Y U N 1 ug/l 0
Prep  BB21006
BLK1  Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL
TRG yes Y U N 30 ug/l 0
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Prep  BB21006
BLK1 Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL
TRG yes Y U N 5 ug/l 0
Prep  BB21006
BLK1  Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL
TRG yes Y U N 1 ug/l 0
Prep  BB21006
BLK1 Zinc 7440-66-6 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL TRG yes
Y U N 2 ug/l 0
Prep  BB21006
BLK1  Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL
TRG yes Y U N 5 ug/l 0
Prep  BB21006
BLK1 Nickel 7440-02-0 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL TRG yes
Y U N 1 ug/l 0
Prep  BB21006
BLK1 Manganese 7439-96-5 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL
TRG yes Y U N 1 ug/l 0
Prep  BB21006
BLK1 Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL TRG yes
Y U N 1 ug/l 0
Prep  BB21006
BLK1 Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL TRG yes
Y U N 1 ug/l 0
Prep  BB21006
BLK1  Uranium 7440-61-1 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL
TRG yes Y U N 1 ug/l 0
Prep  BB21006
BLK1  Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL
TRG yes Y U N 2 ug/l 0
Prep  BB21006
BLK1  Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL
TRG yes Y U N 2 ug/l 0
Prep  BB21006
BLK1 Copper 7440-50-8 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL TRG yes
Y U N 2 ug/l 0
Prep  BB21006
BLK1  Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL
TRG yes Y U N 1 ug/l 0
Prep  BB21006
BLK1 Barium 7440-39-3 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD 2/10/2012
3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL TRG yes
DIM0274743

DIM0274795



Y U N 10 ug/l 0
Prep  BB21006
BLK1 Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL
TRG yes Y U N 1 ug/l 0
Prep  BB21006
BLK1  Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 9:26:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK1 50 ml 50 mL
TRG yes Y U N 1 ug/l 0
Prep  BB21006
BLK2 Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 9:49:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL BB21006-BLK2 50 ml 50 mL TRG yes
Y U N 35 50 ug/l 0
Prep  BB21006
BLK2 Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 9:49:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL BB21006-BLK2 50 ml 50 mL TRG yes
Y U N 200 ug/l 0
Prep  BB21006
BLK2  Strontium 7440-24-6 T actual U ug/l
EPA200.7 2/14/2012 9:49:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK2 50 ml 50 mL
TRG yes Y U N 200 ug/l 0
Prep  BB21006
BLK2  Aluminum 7429-90-5 T actual U ug/l
EPA200.7 2/14/2012 9:49:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK2 50 ml 50 mL
TRG yes Y U N 195 200 ug/l 0
Prep  BB21006
BLK2 Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 9:49:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK2 50 ml 50 mL
TRG yes Y U N 200 ug/l 0
Prep  BB21006
BLK2 Sodium 7440-23-5 T actual U ug/l
EPA200.7 2/14/2012 9:49:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK2 50 ml 50 mL
TRG yes Y U N 9.2 1000  ug/l 0
Prep  BB21006
BLK2 Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 9:49:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK2 50 ml 50 mL
TRG yes Y U N 47.8 2000 ug/l 0
Prep  BB21006
BLK2 Manganese 7439-96-5 T actual U ug/l
EPA200.7 2/14/2012 9:49:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK2 50 ml 50 mL
TRG yes Y U N 0.3 15 ug/l 0
Prep  BB21006
BLK2 Magnesium 7439-95-4 T actual U ug/l
EPA200.7 2/14/2012 9:49:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK2 50 ml 50 mL
TRG yes Y U N 204 500 ug/l 0
Prep  BB21006
BLK2 Calcium 7440-70-2 T actual U ug/l
EPA200.7 2/14/2012 9:49:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BLK2 50 ml 50 mL
TRG yes Y U N 6.6 500 ug/l 0
Prep  BB21006
BLK2 Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 9:49:00 AM initial WA LB 1 METHOD 2/10/2012
3:26:00 PM R3CRL BB21006-BLK2 50 ml 50 mL TRG yes
Y U N 26 100 ug/l 0
Prep  BB21006
BLK2 Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 9:49:00 AM initial WA LB 1 METHOD 2/10/2012
DIM0274743

DIM0274796



BLK2

BS1

BS1

BS1

BS1

BS1

BS1

BS1

BS1

BS1

BS1

BS1

BS1

BS1

3:26:00 PM R3CRL BB21006-BLK2 50
Y U N 200 ug/l
Prep
Barium 7440-39-3 T actual
EPA200.7 2/14/2012 9:49:00 AM initial WA
3:26:00 PM R3CRL BB21006-BLK2 50
Y U N 1.2 200 ug/l
Prep
Cadmium 7440-43-9 T actual
EPA200.8 2/14/2012 9:32:00 AM
2/10/2012 3:26:00 PM R3CRL BB21006-BS1
SC yes Y D N 1
Nickel 7440-02-0 T actual
EPA200.8 2/14/2012 9:32:00 AM initial
2/10/2012 3:26:00 PM R3CRL BB21006-BS1
SC yes Y D N 1
Zinc 7440-66-6 T actual
EPA200.8 2/14/2012 9:32:00 AM initial
2/10/2012 3:26:00 PM R3CRL BB21006-BS1
SC yes Y D N 2
Vanadium 7440-62-2 T actual
EPA200.8 2/14/2012 9:32:00 AM initial
2/10/2012 3:26:00 PM R3CRL BB21006-BS1
SC yes Y D N 5
Uranium 7440-61-1 T actual
EPA200.8 2/14/2012 9:32:00 AM
2/10/2012 3:26:00 PM R3CRL BB21006-BS1
SC yes Y D N 1
Thallium 7440-28-0 T actual
EPA200.8 2/14/2012 9:32:00 AM
2/10/2012 3:26:00 PM R3CRL BB21006-BS1
SC yes Y D N 1
Silver 7440-22-4 T actual
EPA200.8 2/14/2012 9:32:00 AM initial
2/10/2012 3:26:00 PM R3CRL BB21006-BS1
SC yes Y D N 1
Selenium 7782-49-2 T actual
EPA200.8 2/14/2012 9:32:00 AM
2/10/2012 3:26:00 PM R3CRL BB21006-BS1
SC yes Y D N 5
Aluminum 7429-90-5 T actual
EPA200.8 2/14/2012 9:32:00 AM
2/10/2012 3:26:00 PM R3CRL BB21006-BS1
SC yes Y D N 30
Lead 7439-92-1 T actual
EPA200.8 2/14/2012 9:32:00 AM initial
2/10/2012 3:26:00 PM R3CRL BB21006-BS1
SC yes Y D N 1
Copper 7440-50-8 T actual
EPA200.8 2/14/2012 9:32:00 AM initial
2/10/2012 3:26:00 PM R3CRL BB21006-BS1
SC yes Y D N 2
Chromium 7440-47-3 T actual
EPA200.8 2/14/2012 9:32:00 AM
2/10/2012 3:26:00 PM R3CRL BB21006-BS1
SC yes Y D N 2
Beryllium 7440-41-7 T actual

ml
BB21006
U ug/l
LB
ml
BB21006
4.78679
initial WA
50
ug/l
Prep
49.4469
WA LB
50
ug/l
Prep
52.1252
WA LB
50
ug/l
Prep
48.851
WA LB
50
ug/l
Prep
48.4285
initial WA
50
ug/l
Prep
48.8053
initial WA
50
ug/l
Prep
5.11854
WA LB
50
ug/l
Prep
48.5239
initial WA
50
ug/l
Prep
183.887
initial WA
50
ug/l
Prep
492272
WA LB
50
ug/l
Prep
50.7518
WA LB
50
ug/l
Prep
48.5062
initial WA
50
ug/l
Prep
522572

50 mL TRG yes
0
1 METHOD 2/10/2012
50 mL TRG yes
0
ug/l
LB 25 METHOD
mi 50 mL
0
BB21006
ug/l
25 METHOD
mi 50 mL
0
BB21006
ug/l
25 METHOD
mi 50 mL
0
BB21006
ug/l
25 METHOD
mi 50 mL
0
BB21006
ug/l
LB 25 METHOD
mi 50 mL
0
BB21006
ug/l
LB 25 METHOD
mi 50 mL
0
BB21006
ug/l
25 METHOD
mi 50 mL
0
BB21006
ug/l
LB 25 METHOD
mi 50 mL
0
BB21006
ug/l
LB 25 METHOD
mi 50 mL
0
BB21006
ug/l
25 METHOD
mi 50 mL
0
BB21006
ug/l
25 METHOD
mi 50 mL
0
BB21006
ug/l
LB 25 METHOD
mi 50 mL
0
BB21006
ug/l
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EPA200.8 2/14/2012 9:32:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS1 50 ml 50 mL
SC yes Y D N 1 ug/l 0
Prep  BB21006
BS1 Barium 7440-39-3 T actual 196.568 ug/l
EPA200.8 2/14/2012 9:32:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS1 50 ml 50 mL
SC yes Y D N 10 ug/l 0
Prep  BB21006
BS1 Arsenic 7440-38-2 T actual 49.0839 ug/l
EPA200.8 2/14/2012 9:32:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS1 50 ml 50 mL
SC yes Y D N 1 ug/l 0
Prep  BB21006
BS1 Antimony 7440-36-0 T actual 50.7544 ug/l
EPA200.8 2/14/2012 9:32:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS1 50 ml 50 mL
SC yes Y D N 2 ug/l 0
Prep  BB21006
BS1 Manganese 7439-96-5 T actual 499174 ug/l
EPA200.8 2/14/2012 9:32:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS1 50 ml 50 mL
SC yes Y D N 1 ug/l 0
Prep  BB21006
BS1 Cobalt 7440-48-4 T actual 50.1706 ug/l
EPA200.8 2/14/2012 9:32:00 AM initial WA LB 25 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS1 50 ml 50 mL
SC yes Y D N 1 ug/l 0
Prep  BB21006
BS2 Titanium 7440-32-6 T actual 524.441 ug/l
EPA200.7 2/14/2012 9:53:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS2 50 ml 50 mL
SC yes Y N 200 ug/l 0
Prep  BB21006
BS2 Tin 7440-31-5 T actual 520.665 ug/l
EPA200.7 2/14/2012 9:53:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS2 50 ml 50 mL
SC yes Y N 200 ug/l 0
Prep  BB21006
BS2 Strontium 7440-24-6 T actual 508.864 ug/l
EPA200.7 2/14/2012 9:53:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS2 50 ml 50 mL
SC yes Y N 200 ug/l 0
Prep  BB21006
BS2 Sodium 7440-23-5 T actual 10294.9 ug/l
EPA200.7 2/14/2012 9:53:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS2 50 ml 50 mL
SC yes Y N 9.2 1000  ug/l 0
Prep  BB21006
BS2 Potassium 9/7/7440 T actual 20012.1 ug/l
EPA200.7 2/14/2012 9:53:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS2 50 ml 50 mL
SC yes Y N 47.8 2000 ug/l 0
Prep  BB21006
BS2 Manganese 7439-96-5 T actual 515.521 ug/l
EPA200.7 2/14/2012 9:53:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS2 50 ml 50 mL
SC yes Y N 0.3 15 ug/l 0
Prep  BB21006
BS2 Lithium 7439-93-2 T actual 495.938 ug/l
EPA200.7 2/14/2012 9:53:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS2 50 ml 50 mL
SC yes Y N 200 ug/l 0
Prep  BB21006
BS2 Calcium 7440-70-2 T actual 10245.7 ug/l
EPA200.7 2/14/2012 9:53:00 AM initial WA LB 1 METHOD
2/10/2012 3:26:00 PM R3CRL BB21006-BS2 50 ml 50 mL
SC yes Y N 6.6 500 ug/l 0
Prep  BB21006
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BS2 Iron 7439-89-6 T actual
EPA200.7 2/14/2012 9:53:00 AM initial
2/10/2012 3:26:00 PM R3CRL BB21006-BS2
SC yes Y N 2.6 100
BS2 Barium 7440-39-3 T actual
EPA200.7 2/14/2012 9:53:00 AM initial
2/10/2012 3:26:00 PM R3CRL BB21006-BS2
SC yes Y N 1.2 200
BS2 Boron 7440-42-8 T actual
EPA200.7 2/14/2012 9:53:00 AM initial WA
3:26:00 PM R3CRL BB21006-BS2 50
Y N 35 50 ug/l
Prep
BS2 Magnesium 7439-95-4 T actual
EPA200.7 2/14/2012 9:53:00 AM
2/10/2012 3:26:00 PM R3CRL BB21006-BS2
SC yes Y N 20.4 500
BS2 Aluminum 7429-90-5 T actual
EPA200.7 2/14/2012 9:53:00 AM
2/10/2012 3:26:00 PM R3CRL BB21006-BS2
SC yes Y N 19.5 200
FB14 Iron 7439-89-6 T actual
EPA200.7 2/14/2012 12:02:00 PM initial WA
8:39:00 AM R3CRL 1202004-25 50
mL TRG yes Y U N
FB14 Titanium 7440-32-6 T actual
EPA200.7 2/14/2012 12:02:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14 Tin 7440-31-5 T actual
EPA200.7 2/14/2012 12:02:00 PM initial WA
8:39:00 AM R3CRL 1202004-25 50
mL TRG yes Y U N
FB14  Strontium 7440-24-6 T actual
EPA200.7 2/14/2012 12:02:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14 Sodium 7440-23-5 T actual
EPA200.7 2/14/2012 12:02:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14 Potassium 9/7/7440 T actual
EPA200.7 2/14/2012 12:02:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14 Lithium 7439-93-2 T actual
EPA200.7 2/14/2012 12:02:00 PM initial WA
8:39:00 AM R3CRL 1202004-25 50
mL TRG yes Y U N
FB14 Calcium 7440-70-2 T actual
EPA200.7 2/14/2012 12:02:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y

5093.97 ug/l
WA LB 1 METHOD
50 ml 50 mL
ug/l 0
Prep  BB21006
2028.57 ug/l
WA LB 1 METHOD
50 ml 50 mL
ug/l 0
Prep  BB21006
503.16 ug/l
LB 1 METHOD 2/10/2012
mi 50 mL SC yes
0
BB21006
10237.5 ug/l
initial WA LB 1 METHOD
50 ml 50 mL
ug/l 0
Prep  BB21006
1975.76 ug/l
initial WA LB 1 METHOD
50 ml 50 mL
ug/l 0
Prep  BB21006
U ug/l
LB 1 METHOD 2/13/2012
mi 71/71 Drinking Water (Total/Dissolved) 50
26 100 ug/l
Prep BB21302
U ug/l
WA LB 1 METHOD
50 mi 71/71 Drinking Water
U N 200 ug/l
Prep
U ug/l
LB 1 METHOD 2/13/2012
mi 71/71 Drinking Water (Total/Dissolved) 50
200 ug/l
Prep BB21302
U ug/l
WA LB 1 METHOD
50 mi 71/71 Drinking Water
U N 200 ug/l
Prep
U ug/l
WA LB 1 METHOD
50 mi 71/71 Drinking Water
U N 9.2 1000  ug/l
Prep
U ug/l
WA LB 1 METHOD
50 mi 71/71 Drinking Water
U N 47.8 2000 ug/l
Prep
U ug/l
LB 1 METHOD 2/13/2012
mi 71/71 Drinking Water (Total/Dissolved) 50
200 ug/l
Prep BB21302
U ug/l
WA LB 1 METHOD
50 mi 71/71 Drinking Water
U N 6.6 500 ug/l
Prep
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BB21302
FB14 Boron 7440-42-8 T actual
EPA200.7 2/14/2012 12:02:00 PM initial WA
8:39:00 AM R3CRL 1202004-25 50
mL TRG yes Y U N
FB14 Magnesium 7439-95-4 T actual
EPA200.7 2/14/2012 12:02:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14  Silver 7440-22-4 T actual
EPA200.8 2/14/2012 12:20:00 PM initial WA
8:39:00 AM R3CRL 1202004-25 50
mL TRG yes Y U N
FB14 Zinc 7440-66-6 T actual
EPA200.8 2/14/2012 12:20:00 PM initial WA
8:39:00 AM R3CRL 1202004-25 50
mL TRG yes Y U N
FB14 Vanadium 7440-62-2 T actual
EPA200.8 2/14/2012 12:20:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14  Aluminum 7429-90-5 T actual
EPA200.8 2/14/2012 12:20:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14 Antimony 7440-36-0 T actual
EPA200.8 2/14/2012 12:20:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14  Arsenic 7440-38-2 T actual
EPA200.8 2/14/2012 12:20:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14 Barium 7440-39-3 T actual
EPA200.8 2/14/2012 12:20:00 PM initial WA
8:39:00 AM R3CRL 1202004-25 50
mL TRG yes Y U N
FB14 Beryllium 7440-41-7 T actual
EPA200.8 2/14/2012 12:20:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14 Cadmium 7440-43-9 T actual
EPA200.8 2/14/2012 12:20:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14 Thallium 7440-28-0 T actual
EPA200.8 2/14/2012 12:20:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302

LB
ml
35

WA

LB
ml

LB
ml

WA

WA

WA

WA

LB
ml

WA

WA

WA

ug/l
1 METHOD 2/13/2012
71/71 Drinking Water (Total/Dissolved) 50
50 ug/l
Prep BB21302
U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 204 500 ug/l
Prep
ug/l
25 METHOD 2/13/2012
71/71 Drinking Water (Total/Dissolved) 50
1 ug/l
Prep BB21302
ug/l
25 METHOD 2/13/2012
71/71 Drinking Water (Total/Dissolved) 50
2 ug/l
Prep BB21302
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 5 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 30 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 2 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
ug/l
25 METHOD 2/13/2012
71/71 Drinking Water (Total/Dissolved) 50
10 ug/l
Prep BB21302
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
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FB14 Cobalt 7440-48-4 T actual
EPA200.8 2/14/2012 12:20:00 PM initial WA
8:39:00 AM R3CRL 1202004-25 50
mL TRG yes Y U N
FB14 Selenium 7782-49-2 T actual
EPA200.8 2/14/2012 12:20:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14 Nickel 7440-02-0 T actual
EPA200.8 2/14/2012 12:20:00 PM initial WA
8:39:00 AM R3CRL 1202004-25 50
mL TRG yes Y U N
FB14 Manganese 7439-96-5 T actual
EPA200.8 2/14/2012 12:20:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14 Lead 7439-92-1 T actual
EPA200.8 2/14/2012 12:20:00 PM initial WA
8:39:00 AM R3CRL 1202004-25 50
mL TRG yes Y U N
FB14 Copper 7440-50-8 T actual
EPA200.8 2/14/2012 12:20:00 PM initial WA
8:39:00 AM R3CRL 1202004-25 50
mL TRG yes Y U N
FB14 Chromium 7440-47-3 T actual
EPA200.8 2/14/2012 12:20:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB14  Uranium 7440-61-1 T actual
EPA200.8 2/14/2012 12:20:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-25
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16z Titanium 7440-32-6 T actual
EPA200.7 2/14/2012 12:06:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-26
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16z Lithium 7439-93-2 T actual
EPA200.7 2/14/2012 12:06:00 PM initial WA
8:39:00 AM R3CRL 1202004-26 50
mL TRG yes Y U N
HW16z Iron 7439-89-6 T actual
EPA200.7 2/14/2012 12:06:00 PM initial WA
8:39:00 AM R3CRL 1202004-26 50
mL TRG yes Y N
HW16z Potassium 9/7/7440 T actual
EPA200.7 2/14/2012 12:06:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-26
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16z Tin 7440-31-5 T actual
EPA200.7 2/14/2012 12:06:00 PM initial WA
8:39:00 AM R3CRL 1202004-26 50

LB
ml

WA

WA

WA

LB
ml

ug/l

25 METHOD 2/13/2012
71/71 Drinking Water (Total/Dissolved) 50
1 ug/l

Prep BB21302

U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water

N 5 ug/l

Prep

ug/l

25 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
1 ug/l

Prep BB21302

U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water

N 1 ug/l

Prep

ug/l

25 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
1 ug/l
Prep BB21302
ug/l
25 METHOD 2/13/2012
71/71 Drinking Water (Total/Dissolved) 50

2 ug/l

Prep BB21302
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 2 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 200 ug/l
Prep
ug/l
1 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
200 ug/l
Prep BB21302
ug/l
1 METHOD 2/13/2012
71/71 Drinking Water (Total/Dissolved) 50

100 ug/l

Prep BB21302

2100  ugfl
LB 1 METHOD
50 mi 71/71 Drinking Water

N 47.8 2000 ug/l

Prep

ug/l

1 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
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mL TRG yes Y U N 200 ug/l
Prep BB21302
HW16z Boron 7440-42-8 T actual 91.5 ug/l
EPA200.7 2/14/2012 12:06:00 PM initial WA LB 1 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y N 3.5 50 ug/l
Prep BB21302
HW16z Calcium 7440-70-2 T actual 34900 ug/l
EPA200.7 2/14/2012 12:06:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21302
HW16z Barium 7440-39-3 T actual 2890 ug/l
EPA200.7 2/14/2012 12:06:00 PM initial WA LB 1 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y N 1.2 200 ug/l
Prep BB21302
HW16z Magnesium 7439-95-4 T actual 10100 ug/l
EPA200.7 2/14/2012 12:06:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21302
HW16z Sodium 7440-23-5 T actual 50200 ug/l
EPA200.7 2/14/2012 12:06:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21302
HW16z Strontium 7440-24-6 T actual 1800 ug/l
EPA200.7 2/14/2012 12:06:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 200 ug/l
Prep
BB21302
HW16z Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z Uranium 7440-61-1 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z Manganese 7439-96-5 T actual 64.7 ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW16z Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW16z Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW16z Nickel 7440-02-0 T actual 1.8 ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water (Total/Dissolved) 50
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mL TRG yes Y D N 1 ug/l
Prep BB21302
HW16z Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep BB21302
HW16z Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep BB21302
HW16z Copper 7440-50-8 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 2 ug/l
Prep BB21302
HW16z Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep BB21302
HW16z Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z Zinc 7440-66-6 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 2 ug/l
Prep BB21302
HW16z Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW16z Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW16z Aluminum 7429-90-5 T actual 95.4 ug/l
EPA200.8 2/14/2012 12:25:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-26 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 30 ug/l
Prep
BB21302
HW16 Calcium 7440-70-2 T actual 35000 ug/l
EPA200.7 2/14/2012 12:11:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21302
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HW16 Sodium 7440-23-5 T actual 50200 ug/l
EPA200.7 2/14/2012 12:11:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21302
HW16 Potassium 9/7/7440 T actual 2110  ug/l
EPA200.7 2/14/2012 12:11:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 47.8 2000 ug/l
Prep
BB21302
HW16 Magnesium 7439-95-4 T actual 10200 ug/l
EPA200.7 2/14/2012 12:11:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21302
HW16 Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 12:11:00 PM initial WA LB 1 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep BB21302
HW16 Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 12:11:00 PM initial WA LB 1 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep BB21302
HW16 Iron 7439-89-6 T actual 464 ug/l
EPA200.7 2/14/2012 12:11:00 PM initial WA LB 1 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y N 2.6 100 ug/l
Prep BB21302
HW16 Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 12:11:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW16 Boron 7440-42-8 T actual 88.4 ug/l
EPA200.7 2/14/2012 12:11:00 PM initial WA LB 1 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y N 3.5 50 ug/l
Prep BB21302
HW16 Strontium 7440-24-6 T actual 1800 ug/l
EPA200.7 2/14/2012 12:11:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 200 ug/l
Prep
BB21302
HW16 Barium 7440-39-3 T actual 2910 ug/l
EPA200.7 2/14/2012 12:11:00 PM initial WA LB 1 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y N 1.2 200 ug/l
Prep BB21302
HW16 Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16 Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW16 Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD 2/13/2012
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8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep BB21302
HW16 Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16 Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW16 Aluminum 7429-90-5 T actual 102 ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 30 ug/l
Prep
BB21302
HW16 Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16 Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW16 Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep BB21302
HW16 Zinc 7440-66-6 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 2 ug/l
Prep BB21302
HW16 Copper 7440-50-8 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 2 ug/l
Prep BB21302
HW16 Uranium 7440-61-1 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16 Manganese 7439-96-5 T actual 64.8 ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW16 Nickel 7440-02-0 T actual 1.8 ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 1 ug/l
Prep BB21302
HW16 Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
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Prep
BB21302
HW16 Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep BB21302
HW16 Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 12:30:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-27 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG Y U N 1 ug/l
Prep
BB21302
HW44 Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 12:22:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG Y U N 200 ug/l
Prep
BB21302
HW44 Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 12:22:00 PM WA LB 1 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep BB21302
HW44  Sodium 7440-23-5 T actual 5320 ug/l
EPA200.7 2/14/2012 12:22:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG Y N 9.2 1000  ug/l
Prep
BB21302
HW44 Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 12:22:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG Y U N 47.8 2000 ug/l
Prep
BB21302
HW44 Magnesium 7439-95-4 T actual 5060 ug/l
EPA200.7 2/14/2012 12:22:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG Y N 20.4 500 ug/l
Prep
BB21302
HW44  Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 12:22:00 PM WA LB 1 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep BB21302
HW44  Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 12:22:00 PM WA LB 1 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 2.6 100 ug/l
Prep BB21302
HW44  Strontium 7440-24-6 T actual U ug/l
EPA200.7 2/14/2012 12:22:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG Y U N 200 ug/l
Prep
BB21302
HW44 Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 12:22:00 PM WA LB 1 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 3.5 50 ug/l
Prep BB21302
HW44 Calcium 7440-70-2 T actual 21800 ug/l
EPA200.7 2/14/2012 12:22:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG Y N 6.6 500 ug/l
Prep
BB21302
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HW44  Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW44 Manganese 7439-96-5 T actual 11.8 ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW44 Zinc 7440-66-6 T actual 5 ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 2 ug/l
Prep BB21302
HW44  Uranium 7440-61-1 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW44 Barium 7440-39-3 T actual 18.7 ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 10 ug/l
Prep BB21302
HW44  Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep BB21302
HW44  Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW44 Nickel 7440-02-0 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep BB21302
HW44 Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW44  Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW44 Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep BB21302
HW44  Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW44 Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD
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2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW44 Copper 7440-50-8 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 2 ug/l
Prep BB21302
HW44 Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep BB21302
HW44 Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW44  Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21302
HW44  Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 12:41:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-28 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW49-P Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 12:25:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21302
HW49-P Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 12:25:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 3.5 50 ug/l
Prep
BB21302
HW49-P Calcium 7440-70-2 T actual 41700 ug/l
EPA200.7 2/14/2012 12:25:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21302
HW49-P Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 12:25:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2.6 100 ug/l
Prep
BB21302
HW49-P Magnesium 7439-95-4 T actual 5860 ug/l
EPA200.7 2/14/2012 12:25:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21302
HW49-P Sodium 7440-23-5 T actual 12800 ug/l
EPA200.7 2/14/2012 12:25:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21302
HW49-P Strontium 7440-24-6 T actual 292 ug/l
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EPA200.7 2/14/2012 12:25:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 200 ug/l
Prep
BB21302
HW49-P Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 12:25:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW49-P Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 12:25:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW49-P Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 12:25:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW49-P Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW49-P Manganese 7439-96-5 T actual 25 ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW49-P Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW49-P Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW49-P Uranium 7440-61-1 T actual 2.2 ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW49-P Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW49-P Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21302
HW49-P Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
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Prep
BB21302
HW49-P Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW49-P Nickel 7440-02-0 T actual 1.8 ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW49-P Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW49-P Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW49-P Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW49-P Zinc 7440-66-6 T actual 4.9 ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21302
HW49-P Barium 7440-39-3 T actual 89.9 ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 10 ug/l
Prep
BB21302
HW49-P Arsenic 7440-38-2 T actual 2.6 ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW49-P Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW49-P Copper 7440-50-8 T actual 75.7 ug/l
EPA200.8 2/14/2012 12:46:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-29 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21302
HW36n-P Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 12:29:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-30 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW36n-P Calcium 7440-70-2 T actual 25000 ug/l
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EPA200.7 2/14/2012 12:29:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Boron 7440-42-8 T actual
EPA200.7 2/14/2012 12:29:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Iron 7439-89-6 T actual
EPA200.7 2/14/2012 12:29:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Lithium 7439-93-2 T actual
EPA200.7 2/14/2012 12:29:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Magnesium 7439-95-4 T actual
EPA200.7 2/14/2012 12:29:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Potassium 9/7/7440 T actual
EPA200.7 2/14/2012 12:29:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Sodium 7440-23-5 T actual
EPA200.7 2/14/2012 12:29:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Tin 7440-31-5 T actual
EPA200.7 2/14/2012 12:29:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Strontium 7440-24-6 T actual
EPA200.7 2/14/2012 12:29:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Beryllium 7440-41-7 T actual
EPA200.8 2/14/2012 12:52:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Zinc 7440-66-6 T actual
EPA200.8 2/14/2012 12:52:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Uranium 7440-61-1 T actual
EPA200.8 2/14/2012 12:52:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y

initial

WA

WA

WA

initial

initial

u

initial

WA

initial

u

initial

u

WA

initial

u

WA
50

LB
50

LB

LB
50

WA

WA
50

WA
50

LB
50

WA
50

WA

2.5

50

WA
50

2820

1 METHOD
71/71 Drinking Water
6.6 500 ug/l

Prep
1 METHOD
71/71 Drinking Water
35 50 ug/l
Prep
1 METHOD
71/71 Drinking Water
26 100 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
204 500 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
47.8 2000 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
9.2 1000  ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l

25 METHOD
71/71 Drinking Water

1 ug/l
Prep
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l

25 METHOD
71/71 Drinking Water

1 ug/l
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Prep
BB21302
HW36n-P Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 12:52:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-30 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW36n-P Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 12:52:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-30 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW36n-P Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 12:52:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-30 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW36n-P Nickel 7440-02-0 T actual 1.2 ug/l
EPA200.8 2/14/2012 12:52:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-30 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW36n-P Manganese 7439-96-5 T actual U ug/l
EPA200.8 2/14/2012 12:52:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-30 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW36n-P Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 12:52:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-30 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW36n-P Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 12:52:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-30 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW36n-P Copper 7440-50-8 T actual 53 ug/l
EPA200.8 2/14/2012 12:52:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-30 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21302
HW36n-P Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 12:52:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-30 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW36n-P Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 12:52:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-30 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW36n-P Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 12:52:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-30 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21302
HW36n-P Antimony 7440-36-0 T actual U ug/l
DIM0274743 DIM0274812



EPA200.8 2/14/2012 12:52:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Barium 7440-39-3 T actual
EPA200.8 2/14/2012 12:52:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Arsenic 7440-38-2 T actual
EPA200.8 2/14/2012 12:52:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-P Lead 7439-92-1 T actual
EPA200.8 2/14/2012 12:52:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-30
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15 Lithium 7439-93-2 T actual
EPA200.7 2/14/2012 12:33:00 PM initial WA
8:39:00 AM R3CRL 1202004-31 50
mL TRG yes Y U N
FB15 Boron 7440-42-8 T actual
EPA200.7 2/14/2012 12:33:00 PM initial WA
8:39:00 AM R3CRL 1202004-31 50
mL TRG yes Y U N
FB15 Iron 7439-89-6 T actual
EPA200.7 2/14/2012 12:33:00 PM initial WA
8:39:00 AM R3CRL 1202004-31 50
mL TRG yes Y U N
FB15 Magnesium 7439-95-4 T actual
EPA200.7 2/14/2012 12:33:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-31
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15 Potassium 9/7/7440 T actual
EPA200.7 2/14/2012 12:33:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-31
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15 Sodium 7440-23-5 T actual
EPA200.7 2/14/2012 12:33:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-31
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15 Strontium 7440-24-6 T actual
EPA200.7 2/14/2012 12:33:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-31
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15 Tin 7440-31-5 T actual
EPA200.7 2/14/2012 12:33:00 PM initial WA
8:39:00 AM R3CRL 1202004-31 50
mL TRG yes Y U N
FB15 Titanium 7440-32-6 T actual
EPA200.7 2/14/2012 12:33:00 PM initial

initial

u

WA

initial

u

WA

WA

WA

WA

LB
ml

WA

WA LB 25 METHOD
50 mi 71/71 Drinking Water
N 2 ug/l
Prep
151 ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 10 ug/l
Prep
U ug/l
WA LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
ug/l
1 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
200 ug/l
Prep BB21302
ug/l
1 METHOD 2/13/2012
71/71 Drinking Water (Total/Dissolved) 50
50 ug/l
Prep BB21302
ug/l
1 METHOD 2/13/2012
71/71 Drinking Water (Total/Dissolved) 50

100 ug/l

Prep BB21302
U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 204 500 ug/l
Prep
U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 47.8 2000 ug/l
Prep
U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 9.2 1000  ug/l
Prep
U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 200 ug/l
Prep
ug/l
1 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
200 ug/l

Prep BB21302
U ug/l

LB 1 METHOD
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2/13/2012 8:39:00 AM R3CRL 1202004-31
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15 Calcium 7440-70-2 T actual
EPA200.7 2/14/2012 12:33:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-31
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15 Nickel 7440-02-0 T actual
EPA200.8 2/14/2012 1:07:00 PM initial WA
8:39:00 AM R3CRL 1202004-31 50
mL TRG yes Y U N
FB15 Aluminum 7429-90-5 T actual
EPA200.8 2/14/2012 1:07:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-31
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15 Antimony 7440-36-0 T actual
EPA200.8 2/14/2012 1:07:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-31
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15 Arsenic 7440-38-2 T actual
EPA200.8 2/14/2012 1:07:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-31
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15 Barium 7440-39-3 T actual
EPA200.8 2/14/2012 1:07:00 PM initial WA
8:39:00 AM R3CRL 1202004-31 50
mL TRG yes Y U N
FB15 Beryllium 7440-41-7 T actual
EPA200.8 2/14/2012 1:07:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-31
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15 Cadmium 7440-43-9 T actual
EPA200.8 2/14/2012 1:07:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-31
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15 Vanadium 7440-62-2 T actual
EPA200.8 2/14/2012 1:07:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-31
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15 Lead 7439-92-1 T actual
EPA200.8 2/14/2012 1:07:00 PM initial WA
8:39:00 AM R3CRL 1202004-31 50
mL TRG yes Y U N
FB15 Zinc 7440-66-6 T actual
EPA200.8 2/14/2012 1:07:00 PM initial WA
8:39:00 AM R3CRL 1202004-31 50
mL TRG yes Y U N
FB15 Cobalt 7440-48-4 T actual
EPA200.8 2/14/2012 1:07:00 PM initial WA
8:39:00 AM R3CRL 1202004-31 50

WA

WA

WA

LB
ml

WA

WA

WA

LB
ml

LB
ml

LB

50 mi 71/71 Drinking Water
N 200 ug/l
Prep
U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 6.6 500 ug/l
Prep
ug/l
25 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
1 ug/l

Prep BB21302
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 30 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 2 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
ug/l
25 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
10 ug/l

Prep BB21302
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 1 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 5 ug/l
Prep
ug/l
25 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
1 ug/l
Prep BB21302
ug/l
25 METHOD 2/13/2012
71/71 Drinking Water (Total/Dissolved) 50
2 ug/l
Prep BB21302
ug/l
25 METHOD 2/13/2012
71/71 Drinking Water (Total/Dissolved) 50
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mL TRG yes Y U N 1 ug/l
Prep BB21302
FB15 Uranium 7440-61-1 T actual U ug/l
EPA200.8 2/14/2012 1:07:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-31 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
FB15 Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 1:07:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-31 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
FB15 Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 1:07:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-31 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep BB21302
FB15 Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 1:07:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-31 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
FB15 Manganese 7439-96-5 T actual U ug/l
EPA200.8 2/14/2012 1:07:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-31 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
FB15 Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 1:07:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-31 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
FB15 Copper 7440-50-8 T actual U ug/l
EPA200.8 2/14/2012 1:07:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-31 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 2 ug/l
Prep BB21302
HW54 Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 12:44:00 PM initial WA LB 1 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 2.6 100 ug/l
Prep BB21302
HW54 Calcium 7440-70-2 T actual 38400 ug/l
EPA200.7 2/14/2012 12:44:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21302
HW54 Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 12:44:00 PM initial WA LB 1 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 200 ug/l
Prep BB21302
HW54 Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 12:44:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21302
HW54 Sodium 7440-23-5 T actual 11600 ug/l
EPA200.7 2/14/2012 12:44:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
DIM0274743 DIM0274815



BB21302
HW54  Strontium 7440-24-6 T actual
EPA200.7 2/14/2012 12:44:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-32
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW54 Tin 7440-31-5 T actual
EPA200.7 2/14/2012 12:44:00 PM initial WA
8:39:00 AM R3CRL 1202004-32 50
mL TRG yes Y U N
HW54 Titanium 7440-32-6 T actual
EPA200.7 2/14/2012 12:44:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-32
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW54 Boron 7440-42-8 T actual
EPA200.7 2/14/2012 12:44:00 PM initial WA
8:39:00 AM R3CRL 1202004-32 50
mL TRG yes Y U N
HW54 Magnesium 7439-95-4 T actual
EPA200.7 2/14/2012 12:44:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-32
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW54 Zinc 7440-66-6 T actual
EPA200.8 2/14/2012 1:13:00 PM initial WA
8:39:00 AM R3CRL 1202004-32 50
mL TRG yes Y U N
HW54 Lead 7439-92-1 T actual
EPA200.8 2/14/2012 1:13:00 PM initial WA
8:39:00 AM R3CRL 1202004-32 50
mL TRG yes Y U N
HW54 Manganese 7439-96-5 T actual
EPA200.8 2/14/2012 1:13:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-32
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW54 Nickel 7440-02-0 T actual
EPA200.8 2/14/2012 1:13:00 PM initial WA
8:39:00 AM R3CRL 1202004-32 50
mL TRG yes Y D N
HW54 Aluminum 7429-90-5 T actual
EPA200.8 2/14/2012 1:13:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-32
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW54 Selenium 7782-49-2 T actual
EPA200.8 2/14/2012 1:13:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-32
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW54 Silver 7440-22-4 T actual
EPA200.8 2/14/2012 1:13:00 PM initial WA
8:39:00 AM R3CRL 1202004-32 50
mL TRG yes Y U N
HW54 Thallium 7440-28-0 T actual
EPA200.8 2/14/2012 1:13:00 PM initial

WA

LB
ml
35

WA

LB
ml

LB
ml

WA

15
LB
ml

WA

WA

LB
ml

WA

U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water
N 200 ug/l
Prep
ug/l
1 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
200 ug/l

Prep BB21302

U ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water

N 200 ug/l

Prep

ug/l

1 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
50 ug/l

Prep BB21302

9540 ug/l
LB 1 METHOD
50 mi 71/71 Drinking Water

N 204 500 ug/l

Prep

ug/l

25 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
2 ug/l
Prep BB21302
ug/l
25 METHOD 2/13/2012
71/71 Drinking Water (Total/Dissolved) 50

1 ug/l

Prep BB21302

1.1 ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water

N 1 ug/l

Prep

ug/l

25 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
1 ug/l

Prep BB21302
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 30 ug/l
Prep
U ug/l
LB 25 METHOD
50 mi 71/71 Drinking Water
N 5 ug/l
Prep
ug/l
25 METHOD 2/13/2012

71/71 Drinking Water (Total/Dissolved) 50
1 ug/l

Prep BB21302
U ug/l

LB 2.5 METHOD
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2/13/2012 8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW54 Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 1:13:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW54 Copper 7440-50-8 T actual 2.4 ug/l
EPA200.8 2/14/2012 1:13:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 2 ug/l
Prep BB21302
HW54 Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 1:13:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y U N 1 ug/l
Prep BB21302
HW54 Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 1:13:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW54 Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 1:13:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW54 Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 1:13:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW54 Barium 7440-39-3 T actual 159 ug/l
EPA200.8 2/14/2012 1:13:00 PM initial WA LB 25 METHOD 2/13/2012
8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water (Total/Dissolved) 50
mL TRG yes Y D N 10 ug/l
Prep BB21302
HW54  Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 1:13:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW54 Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 1:13:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW54 Uranium 7440-61-1 T actual 2.2 ug/l
EPA200.8 2/14/2012 1:13:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-32 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW36n-F Calcium 7440-70-2 T actual 25400 ug/l
EPA200.7 2/14/2012 12:53:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-33 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21302
HW36n-F Strontium 7440-24-6 T actual U ug/l
EPA200.7 2/14/2012 12:53:00 PM initial WA LB 1 METHOD
DIM0274817
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2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Titanium 7440-32-6 T actual
EPA200.7 2/14/2012 12:53:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Tin 7440-31-5 T actual
EPA200.7 2/14/2012 12:53:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Sodium 7440-23-5 T actual
EPA200.7 2/14/2012 12:53:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Potassium 9/7/7440 T actual
EPA200.7 2/14/2012 12:53:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Magnesium 7439-95-4 T actual
EPA200.7 2/14/2012 12:53:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Iron 7439-89-6 T actual
EPA200.7 2/14/2012 12:53:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Boron 7440-42-8 T actual
EPA200.7 2/14/2012 12:53:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Lithium 7439-93-2 T actual
EPA200.7 2/14/2012 12:53:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Nickel 7440-02-0 T actual
EPA200.8 2/14/2012 1:23:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Antimony 7440-36-0 T actual
EPA200.8 2/14/2012 1:23:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Zinc 7440-66-6 T actual
EPA200.8 2/14/2012 1:23:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y

initial

u

WA

initial

initial

u

initial

WA

WA

WA

WA

initial

u

WA

50

WA
50

LB

WA
50

WA
50

WA
50

LB
50

LB

LB
50

WA
50

LB
50

2860

3050

71/71 Drinking Water

200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
9.2 1000  ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
47.8 2000 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
204 500 ug/l
Prep
1 METHOD
71/71 Drinking Water
26 100 ug/l
Prep
1 METHOD
71/71 Drinking Water
35 50 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

2 ug/l
Prep
25 METHOD
71/71 Drinking Water
2 ug/l
Prep
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BB21302
HW36n-F Vanadium 7440-62-2 T actual
EPA200.8 2/14/2012 1:23:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Uranium 7440-61-1 T actual
EPA200.8 2/14/2012 1:23:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Thallium 7440-28-0 T actual
EPA200.8 2/14/2012 1:23:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Silver 7440-22-4 T actual
EPA200.8 2/14/2012 1:23:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Selenium 7782-49-2 T actual
EPA200.8 2/14/2012 1:23:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Aluminum 7429-90-5 T actual
EPA200.8 2/14/2012 1:23:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Lead 7439-92-1 T actual
EPA200.8 2/14/2012 1:23:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Copper 7440-50-8 T actual
EPA200.8 2/14/2012 1:23:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Cobalt 7440-48-4 T actual
EPA200.8 2/14/2012 1:23:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Chromium 7440-47-3 T actual
EPA200.8 2/14/2012 1:23:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Cadmium 7440-43-9 T actual
EPA200.8 2/14/2012 1:23:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-33
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW36n-F Beryllium 7440-41-7 T actual
EPA200.8 2/14/2012 1:23:00 PM

initial

u

initial

u

initial

u

WA

initial

u

initial

u

WA

WA

WA

initial

u

initial

u

initial

WA
50

WA
50

WA
50

LB
50

WA

WA
50

LB

LB
50

LB
50

WA
50

WA
50

WA

ug/l
25 METHOD
71/71 Drinking Water
5 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

1 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
5 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

30 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep
25 METHOD
71/71 Drinking Water
2 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
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2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW36n-F Arsenic 7440-38-2
EPA200.8
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW36n-F Manganese 7439-96-5
EPA200.8
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW36n-F Barium 7440-39-3 T
EPA200.8 2/14/2012
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW49-F Titanium 7440-32-6
EPA200.7
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW49-F Tin 7440-31-5 T
EPA200.7 2/14/2012
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW49-F Strontium 7440-24-6
EPA200.7
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW49-F Sodium 7440-23-5
EPA200.7
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HWA49-F Potassium 9/7/7440
EPA200.7
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW49-F Magnesium 7439-95-4
EPA200.7
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW49-F Iron 7439-89-6 T
EPA200.7 2/14/2012
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW49-F Calcium 7440-70-2
EPA200.7
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL

R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

R3CRL

2/14/2012
R3CRL

R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

R3CRL

2/14/2012
R3CRL

1202004-33
yes Y

actual
1:23:00 PM
1202004-33
yes Y

actual
1:23:00 PM
1202004-33
yes Y

1:23:00 PM initial

1202004-33
yes Y

actual
12:57:00 PM
1202004-34
yes Y

12:57:00 PM initial

1202004-34
yes Y

actual
12:57:00 PM
1202004-34
yes Y

actual
12:57:00 PM
1202004-34
yes Y

actual
12:57:00 PM
1202004-34
yes Y

actual
12:57:00 PM
1202004-34
yes Y

12:57:00 PM initial

1202004-34
yes Y

actual
12:57:00 PM
1202004-34
yes Y

initial

u

initial

D

WA

initial

u

WA

initial

initial

initial

u

initial

WA

initial

50

WA
50

WA

159

50

WA
50

LB
50

WA
50

WA

WA
50

WA

LB
50

WA
50

299

42800
LB
ml

71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

1 ug/l
Prep
25 METHOD
71/71 Drinking Water
10 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
9.2 1000  ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
47.8 2000 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
204 500 ug/l
Prep
1 METHOD
71/71 Drinking Water
26 100 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
6.6 500 ug/l
Prep
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BB21302
HW49-F Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 12:57:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 3.5 50 ug/l
Prep
BB21302
HW49-F Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 12:57:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW49-F Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 1:29:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW49-F Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 1:29:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW49-F Arsenic 7440-38-2 T actual 2.7 ug/l
EPA200.8 2/14/2012 1:29:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW49-F Barium 7440-39-3 T actual 92 ug/l
EPA200.8 2/14/2012 1:29:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 10 ug/l
Prep
BB21302
HW49-F Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 1:29:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW49-F Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 1:29:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW49-F Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 1:29:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW49-F Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 1:29:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW49-F Copper 7440-50-8 T actual 3.5 ug/l
EPA200.8 2/14/2012 1:29:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21302
HW49-F Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 1:29:00 PM initial WA LB 25 METHOD
DIM0274743 DIM0274821



2/13/2012 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 1 ug/l
Prep
BB21302
HW49-F Manganese actual 2.3 ug/l
1:29:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y D N 1 ug/l
Prep
BB21302
HW49-F Nickel 1.9 ug/l
EPA200.8 1:29:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y D N 1 ug/l
Prep
BB21302
HW49-F Aluminum actual U ug/l
1:29:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 30 ug/l
Prep
BB21302
HW49-F Silver U ug/l
EPA200.8 1:29:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 1 ug/l
Prep
BB21302
HW49-F Uranium actual 2.3 ug/l
1:29:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y D N 1 ug/l
Prep
BB21302
HW49-F Vanadium actual U ug/l
1:29:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 5 ug/l
Prep
BB21302
HW49-F Zinc U ug/l
EPA200.8 1:29:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 2 ug/l
Prep
BB21302
HW49-F Selenium actual U ug/l
1:29:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-34 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 5 ug/l
Prep
BB21302
HW54-PF Calcium actual 39200 ug/l
1:00:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-35 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y N 6.6 500 ug/l
Prep
BB21302
HW54-PF Boron U ug/l
EPA200.7 1:00:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-35 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 3.5 50 ug/l
Prep
BB21302
HW54-PF Iron U ug/l
EPA200.7 1:00:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-35 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 2.6 100 ug/l
Prep
DIM0274743 DIM0274822



BB21302
HW54-PF Magnesium 7439-95-4
EPA200.7
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Potassium 9/7/7440
EPA200.7
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Sodium 7440-23-5
EPA200.7
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Strontium 7440-24-6
EPA200.7
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Tin 7440-31-5 T
EPA200.7 2/14/2012
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Titanium 7440-32-6
EPA200.7
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Lithium 7439-93-2 T
EPA200.7 2/14/2012
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Manganese 7439-96-5
EPA200.8
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Antimony 7440-36-0
EPA200.8
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Arsenic 7440-38-2
EPA200.8
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Barium 7440-39-3 T
EPA200.8 2/14/2012
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Beryllium 7440-41-7
EPA200.8

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

R3CRL

2/14/2012
R3CRL

R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

R3CRL

2/14/2012

actual
1:00:00 PM
1202004-35
yes Y

actual
1:00:00 PM
1202004-35
yes Y

actual
1:00:00 PM
1202004-35
yes Y

actual
1:00:00 PM
1202004-35
yes Y

1:00:00 PM initial

1202004-35
yes Y

actual
1:00:00 PM
1202004-35
yes Y

1:00:00 PM initial

1202004-35
yes Y

actual
1:34:00 PM
1202004-35
yes Y

actual
1:34:00 PM
1202004-35
yes Y

actual
1:34:00 PM
1202004-35
yes Y

1:34:00 PM initial

1202004-35
yes Y

actual
1:34:00 PM

initial

initial

u

initial

initial

u

WA

initial

u

WA

initial

u

initial

u

initial

u

WA

initial

WA
50

WA
50

WA
50

WA
50

LB

WA
50

LB

WA
50

WA
50

WA
50

161
LB
50

WA

9700

11700

ug/l

1 METHOD
71/71 Drinking Water
204 500 ug/l

Prep
ug/l
1 METHOD
71/71 Drinking Water
47.8 2000 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
9.2 1000  ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l

25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

1 ug/l
Prep
25 METHOD
71/71 Drinking Water
10 ug/l
Prep

ug/l
25 METHOD
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2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Chromium 7440-47-3
EPA200.8
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Aluminum 7429-90-5
EPA200.8
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Lead 7439-92-1 T
EPA200.8 2/14/2012
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Cadmium 7440-43-9
EPA200.8
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Nickel 7440-02-0 T
EPA200.8 2/14/2012
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Selenium 7782-49-2
EPA200.8
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Silver 7440-22-4 T
EPA200.8 2/14/2012
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Thallium 7440-28-0
EPA200.8
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Uranium 7440-61-1
EPA200.8
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Vanadium 7440-62-2
EPA200.8
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL
BB21302
HW54-PF Zinc 7440-66-6 T
EPA200.8 2/14/2012
2/13/2012 8:39:00 AM
(Total/Dissolved) 50 mL

R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

R3CRL

2/14/2012
R3CRL

R3CRL

2/14/2012
R3CRL

R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

2/14/2012
R3CRL

R3CRL

1202004-35
yes Y

actual
1:34:00 PM
1202004-35
yes Y

actual
1:34:00 PM
1202004-35
yes Y

1:34:00 PM initial

1202004-35
yes Y

actual
1:34:00 PM
1202004-35
yes Y

1:34:00 PM initial

1202004-35
yes Y

actual
1:34:00 PM
1202004-35
yes Y

1:34:00 PM initial

1202004-35
yes Y

actual
1:34:00 PM
1202004-35
yes Y

actual
1:34:00 PM
1202004-35
yes Y

actual
1:34:00 PM
1202004-35
yes Y

1:34:00 PM initial

1202004-35
yes Y

initial

u

initial

u

WA

initial

u

WA

initial

u

WA

initial

u

initial

D

initial

u

WA

50
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BB21302
HW54-PF Copper 7440-50-8 T actual 114 ug/l
EPA200.8 2/14/2012 1:34:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-35 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21302
HW54-PF Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 1:34:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-35 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16-PF Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 1:08:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW16-PF Barium 7440-39-3 T actual 2860 ug/l
EPA200.7 2/14/2012 1:08:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 1.2 200 ug/l
Prep
BB21302
HW16-PF Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 1:08:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW16-PF Boron 7440-42-8 T actual 86.2 ug/l
EPA200.7 2/14/2012 1:08:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 3.5 50 ug/l
Prep
BB21302
HW16-PF Calcium 7440-70-2 T actual 34800 ug/l
EPA200.7 2/14/2012 1:08:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21302
HW16-PF Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 1:08:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2.6 100 ug/l
Prep
BB21302
HW16-PF Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 1:08:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW16-PF Magnesium 7439-95-4 T actual 10100 ug/l
EPA200.7 2/14/2012 1:08:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21302
HW16-PF Potassium 9/7/7440 T actual 2030 ug/l
EPA200.7 2/14/2012 1:08:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 47.8 2000 ug/l
Prep
BB21302
HW16-PF Sodium 7440-23-5 T actual 49500 ugfl
EPA200.7 2/14/2012 1:08:00 PM initial WA LB 1 METHOD
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2/13/2012 8:39:00 AM R3CRL 1202004-36
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16-PF Strontium 7440-24-6 T actual
EPA200.7 2/14/2012 1:08:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-36
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16-PF Uranium 7440-61-1 T actual
EPA200.8 2/14/2012 1:44:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-36
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16-PF Thallium 7440-28-0 T actual
EPA200.8 2/14/2012 1:44:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-36
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16-PF Silver 7440-22-4 T actual
EPA200.8 2/14/2012 1:44:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-36
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16-PF Nickel 7440-02-0 T actual
EPA200.8 2/14/2012 1:44:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-36
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16-PF Arsenic 7440-38-2 T actual
EPA200.8 2/14/2012 1:44:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-36
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16-PF Manganese 7439-96-5 T actual
EPA200.8 2/14/2012 1:44:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-36
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16-PF Lead 7439-92-1 T actual
EPA200.8 2/14/2012 1:44:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-36
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16-PF Copper 7440-50-8 T actual
EPA200.8 2/14/2012 1:44:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-36
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16-PF Cobalt 7440-48-4 T actual
EPA200.8 2/14/2012 1:44:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-36
(Total/Dissolved) 50 mL TRG yes Y
BB21302
HW16-PF Chromium 7440-47-3 T actual
EPA200.8 2/14/2012 1:44:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-36
(Total/Dissolved) 50 mL TRG yes Y
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BB21302
HW16-PF Cadmium 7440-43-9 actual U ug/l
EPA200.8 2/14/2012 1:44:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
HW16-PF Beryllium 7440-41-7 actual U ug/l
EPA200.8 2/14/2012 1:44:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
HW16-PF Antimony 7440-36-0 actual U ug/l
EPA200.8 2/14/2012 1:44:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 2 ug/l
Prep
BB21302
HW16-PF Selenium 7782-49-2 actual U ug/l
EPA200.8 2/14/2012 1:44:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 5 ug/l
Prep
BB21302
HW16-PF Aluminum 7429-90-5 actual U ug/l
EPA200.8 2/14/2012 1:44:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 30 ug/l
Prep
BB21302
HW16-PF Vanadium 7440-62-2 actual U ug/l
EPA200.8 2/14/2012 1:44:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 5 ug/l
Prep
BB21302
HW16-PF Zinc 7440-66-6 T 248  ugl
EPA200.8 2/14/2012 1:44:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-36 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y D N 2 ug/l
Prep
BB21302
FB14-F Magnesium 7439-95-4 actual U ug/l
EPA200.7 2/14/2012 1:11:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 20.4 500 ug/l
Prep
BB21302
FB14-F Titanium 7440-32-6 actual U ug/l
EPA200.7 2/14/2012 1:11:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 200 ug/l
Prep
BB21302
FB14-F Tin 7440-31-5 T U ug/l
EPA200.7 2/14/2012 1:11:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 200 ug/l
Prep
BB21302
FB14-F Strontium 7440-24-6 actual U ug/l
EPA200.7 2/14/2012 1:11:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 200 ug/l
Prep
BB21302
FB14-F Potassium 9/7/7440 actual U ug/l
EPA200.7 2/14/2012 1:11:00 PM initial WA LB 1 METHOD
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2/13/2012 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) TRG yes Y U N 47.8 2000 ug/l
Prep
BB21302
FB14-F Lithium 7439-93-2 actual U ug/l
EPA200.7 1:11:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) TRG yes Y U N 200 ug/l
Prep
BB21302
FB14-F Iron actual U ug/l
EPA200.7 1:11:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) TRG yes Y U N 2.6 100 ug/l
Prep
BB21302
FB14-F Calcium T actual U ug/l
2/14/2012 1:11:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) TRG yes Y U N 6.6 500 ug/l
Prep
BB21302
FB14-F Boron actual U ug/l
EPA200.7 1:11:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) TRG yes Y U N 3.5 50 ug/l
Prep
BB21302
FB14-F Sodium T actual U ug/l
2/14/2012 1:11:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) TRG yes Y U N 9.2 1000  ug/l
Prep
BB21302
FB14-F Manganese T actual U ug/l
2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) TRG yes Y U N 1 ug/l
Prep
BB21302
FB14-F Barium 7440-39-3 actual U ug/l
EPA200.8 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) TRG yes Y U N 10 ug/l
Prep
BB21302
FB14-F Beryllium T actual U ug/l
2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) TRG yes Y U N 1 ug/l
Prep
BB21302
FB14-F Cadmium T actual U ug/l
2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) TRG yes Y U N 1 ug/l
Prep
BB21302
FB14-F Chromium T actual U ug/l
2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) TRG yes Y U N 2 ug/l
Prep
BB21302
FB14-F Cobalt 7440-48-4 actual U ug/l
EPA200.8 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) TRG yes Y U N 1 ug/l
Prep
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BB21302
FB14-F Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
FB14-F Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
FB14-F Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21302
FB14-F Nickel 7440-02-0 T actual U ug/l
EPA200.8 2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
FB14-F Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
FB14-F Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
FB14-F Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
FB14-F Uranium 7440-61-1 T actual U ug/l
EPA200.8 2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
FB14-F Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
FB14-F Zinc 7440-66-6 T actual U ug/l
EPA200.8 2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
FB14-F Copper 7440-50-8 T actual U ug/l
EPA200.8 2/14/2012 1:50:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
FB14-F Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 1:50:00 PM initial WA LB 25 METHOD
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2/13/2012 8:39:00 AM R3CRL 1202004-37 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z-F Barium 7440-39-3 T actual 3040  ug/l
EPA200.7 2/14/2012 1:15:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 1.2 200 ug/l
Prep
BB21302
HW16z-F Magnesium 7439-95-4 T actual 10700 ug/l
EPA200.7 2/14/2012 1:15:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21302
HW16z-F Potassium 9/7/7440 T actual 2120  ug/l
EPA200.7 2/14/2012 1:15:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 47.8 2000 ug/l
Prep
BB21302
HW16z-F Strontium 7440-24-6 T actual 1870  ug/l
EPA200.7 2/14/2012 1:15:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 200 ug/l
Prep
BB21302
HW16z-F Sodium 7440-23-5 T actual 52000 ug/l
EPA200.7 2/14/2012 1:15:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21302
HW16z-F Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 1:15:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW16z-F Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 1:15:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2.6 100 ug/l
Prep
BB21302
HW16z-F Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 1:15:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW16z-F Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 1:15:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW16z-F Boron 7440-42-8 T actual 89.1 ug/l
EPA200.7 2/14/2012 1:15:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 3.5 50 ug/l
Prep
BB21302
HW16z-F Calcium 7440-70-2 T actual 36700 ug/l
EPA200.7 2/14/2012 1:15:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
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BB21302
HW16z-F Manganese 7439-96-5 T actual 55.6 ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW16z-F Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z-F Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW16z-F Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z-F Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z-F Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW16z-F Nickel 7440-02-0 T actual 14 ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW16z-F Zinc 7440-66-6 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW16z-F Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z-F Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z-F Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW16z-F Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
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2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z-F Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW16z-F Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z-F Uranium 7440-61-1 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16z-F Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21302
HW16z-F Copper 7440-50-8 T actual U ug/l
EPA200.8 2/14/2012 1:55:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-38 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW16-F Magnesium 7439-95-4 T actual 10100 ug/l
EPA200.7 2/14/2012 1:20:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21302
HW16-F Potassium 9/7/7440 T actual 2030 ug/l
EPA200.7 2/14/2012 1:20:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 47.8 2000 ug/l
Prep
BB21302
HW16-F Sodium 7440-23-5 T actual 49500 ugfl
EPA200.7 2/14/2012 1:20:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21302
HW16-F Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 1:20:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW16-F Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 1:20:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW16-F Barium 7440-39-3 T actual 2870  ug/l
EPA200.7 2/14/2012 1:20:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 1.2 200 ug/l
Prep
DIM0274743 DIM0274832



BB21302
HW16-F Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 1:20:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW16-F Strontium 7440-24-6 T actual 1770  ug/l
EPA200.7 2/14/2012 1:20:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 200 ug/l
Prep
BB21302
HW16-F Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 1:20:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2.6 100 ug/l
Prep
BB21302
HW16-F Boron 7440-42-8 T actual 83.8 ug/l
EPA200.7 2/14/2012 1:20:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 3.5 50 ug/l
Prep
BB21302
HW16-F Calcium 7440-70-2 T actual 34700 ug/l
EPA200.7 2/14/2012 1:20:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21302
HW16-F Uranium 7440-61-1 T actual U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16-F Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16-F Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW16-F Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16-F Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW16-F Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW16-F Nickel 7440-02-0 T actual 1.5 ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
DIM0274743 DIM0274833



2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y D N 1 ug/l
Prep
BB21302
HW16-F Manganese 7439-96-5 actual 62 ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y D N 1 ug/l
Prep
BB21302
HW16-F Lead 7439-92-1 T U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
HW16-F Copper 7440-50-8 T U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 2 ug/l
Prep
BB21302
HW16-F Cadmium 7440-43-9 actual U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
HW16-F Beryllium 7440-41-7 actual U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
HW16-F Arsenic 7440-38-2 actual U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
HW16-F Antimony 7440-36-0 actual U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 2 ug/l
Prep
BB21302
HW16-F Aluminum 7429-90-5 actual U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 30 ug/l
Prep
BB21302
HW16-F Zinc 7440-66-6 T U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 2 ug/l
Prep
BB21302
HW16-F Chromium 7440-47-3 actual U ug/l
EPA200.8 2/14/2012 2:11:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-39 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 2 ug/l
Prep
BB21302
HW44-F Magnesium 7439-95-4 actual 5040 ug/l
EPA200.7 2/14/2012 1:32:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y N 20.4 500 ug/l
Prep
DIM0274743 DIM0274834



BB21302
HW44-F Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 1:32:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 3.5 50 ug/l
Prep
BB21302
HW44-F Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 1:32:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW44-F Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 1:32:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW44-F Strontium 7440-24-6 T actual U ug/l
EPA200.7 2/14/2012 1:32:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW44-F Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 1:32:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21302
HW44-F Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 1:32:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW44-F Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 1:32:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2.6 100 ug/l
Prep
BB21302
HW44-F Calcium 7440-70-2 T actual 21600 ug/l
EPA200.7 2/14/2012 1:32:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21302
HW44-F Sodium 7440-23-5 T actual 5180 ug/l
EPA200.7 2/14/2012 1:32:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21302
HW44-F Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 2:16:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW44-F Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 2:16:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21302
HW44-F Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 2:16:00 PM initial WA LB 25 METHOD
DIM0274743 DIM0274835



2/13/2012 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 2 ug/l
Prep
BB21302
HW44-F Barium 7440-39-3 18.9 ug/l
EPA200.8 2:16:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y D N 10 ug/l
Prep
BB21302
HW44-F Beryllium actual U ug/l
2:16:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 1 ug/l
Prep
BB21302
HW44-F Cobalt 7440-48-4 U ug/l
EPA200.8 2:16:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 1 ug/l
Prep
BB21302
HW44-F Chromium actual U ug/l
2:16:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 2 ug/l
Prep
BB21302
HW44-F Lead U ug/l
EPA200.8 2:16:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 1 ug/l
Prep
BB21302
HW44-F Manganese actual U ug/l
2:16:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 1 ug/l
Prep
BB21302
HW44-F Nickel U ug/l
EPA200.8 2:16:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 1 ug/l
Prep
BB21302
HW44-F Selenium actual U ug/l
2:16:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 5 ug/l
Prep
BB21302
HW44-F Silver U ug/l
EPA200.8 2:16:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 1 ug/l
Prep
BB21302
HW44-F Thallium actual U ug/l
2:16:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 1 ug/l
Prep
BB21302
HW44-F Uranium actual U ug/l
2:16:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 1 ug/l
Prep
DIM0274743 DIM0274836



BB21302
HW44-F Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 2:16:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW44-F Zinc 7440-66-6 T actual 3.2 ug/l
EPA200.8 2/14/2012 2:16:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21302
HW44-F Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 2:16:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW44-F Copper 7440-50-8 T actual U ug/l
EPA200.8 2/14/2012 2:16:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-40 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW54-F Lithium 7439-93-2 T actual U ug/l
EPA200.7 2/14/2012 1:39:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW54-F Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 1:39:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW54-F Tin 7440-31-5 T actual U ug/l
EPA200.7 2/14/2012 1:39:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW54-F Strontium 7440-24-6 T actual U ug/l
EPA200.7 2/14/2012 1:39:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW54-F Sodium 7440-23-5 T actual 11500 ug/l
EPA200.7 2/14/2012 1:39:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 9.2 1000  ug/l
Prep
BB21302
HW54-F Magnesium 7439-95-4 T actual 9540  ug/l
EPA200.7 2/14/2012 1:39:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21302
HW54-F Iron 7439-89-6 T actual U ug/l
EPA200.7 2/14/2012 1:39:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2.6 100 ug/l
Prep
BB21302
HW54-F Calcium 7440-70-2 T actual 38500 ug/l
EPA200.7 2/14/2012 1:39:00 PM initial WA LB 1 METHOD
DIM0274743

DIM0274837



2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 6.6 500 ug/l
Prep
BB21302
HW54-F Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 1:39:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 3.5 50 ug/l
Prep
BB21302
HW54-F Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 1:39:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 47.8 2000 ug/l
Prep
BB21302
HW54-F Uranium 7440-61-1 T actual 2.2 ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW54-F Nickel 7440-02-0 T actual 1.6 ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW54-F Manganese 7439-96-5 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW54-F Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW54-F Copper 7440-50-8 T actual 2.1 ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21302
HW54-F Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW54-F Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW54-F Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW54-F Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
DIM0274743 DIM0274838



BB21302
HW54-F Barium 7440-39-3 T actual 160 ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 10 ug/l
Prep
BB21302
HW54-F Arsenic 7440-38-2 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW54-F Antimony 7440-36-0 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW54-F Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW54-F Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW54-F Zinc 7440-66-6 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW54-F Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW54-F Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW54-F Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 2:27:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-41 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21302
HW36n-PF Magnesium 7439-95-4 T actual 2990 ug/l
EPA200.7 2/14/2012 1:43:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y N 20.4 500 ug/l
Prep
BB21302
HW36n-PF Titanium 7440-32-6 T actual U ug/l
EPA200.7 2/14/2012 1:43:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 200 ug/l
Prep
BB21302
HW36n-PF Potassium 9/7/7440 T actual U ug/l
EPA200.7 2/14/2012 1:43:00 PM initial WA LB 1 METHOD
DIM0274743 DIM0274839



2/13/2012 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 47.8 2000 ug/l
Prep
BB21302
HW36n-PF Tin U ug/l
EPA200.7 1:43:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 200 ug/l
Prep
BB21302
HW36n-PF Sodium actual 2750  ug/l
1:43:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y N 9.2 1000  ug/l
Prep
BB21302
HW36n-PF Boron U ug/l
EPA200.7 1:43:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 3.5 50 ug/l
Prep
BB21302
HW36n-PF Calcium actual 24900 ug/l
1:43:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y N 6.6 500 ug/l
Prep
BB21302
HW36n-PF Iron U ug/l
EPA200.7 1:43:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 2.6 100 ug/l
Prep
BB21302
HW36n-PF Lithium 7439-93-2 U ug/l
EPA200.7 1:43:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 200 ug/l
Prep
BB21302
HW36n-PF Strontium actual U ug/l
1:43:00 PM initial WA LB 1 METHOD
2/13/2012 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 200 ug/l
Prep
BB21302
HW36n-PF Lead U ug/l
EPA200.8 2:32:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 1 ug/l
Prep
BB21302
HW36n-PF Antimony actual U ug/l
2:32:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 2 ug/l
Prep
BB21302
HW36n-PF Arsenic actual U ug/l
2:32:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y U N 1 ug/l
Prep
BB21302
HW36n-PF Barium 7440-39-3 145 ug/l
EPA200.8 2:32:00 PM initial WA LB 25 METHOD
2/13/2012 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) yes Y D N 10 ug/l
Prep
DIM0274743
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BB21302

HW36n-PF Beryllium 7440-41-7 T actual U ug/l
EPA200.8 2/14/2012 2:32:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW36n-PF Cadmium 7440-43-9 T actual U ug/l
EPA200.8 2/14/2012 2:32:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW36n-PF Chromium 7440-47-3 T actual U ug/l
EPA200.8 2/14/2012 2:32:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 2 ug/l
Prep
BB21302
HW36n-PF Aluminum 7429-90-5 T actual U ug/l
EPA200.8 2/14/2012 2:32:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 30 ug/l
Prep
BB21302
HW36n-PF Copper 7440-50-8 T actual 4.6 ug/l
EPA200.8 2/14/2012 2:32:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21302
HW36n-PF Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 2:32:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW36n-PF Manganese 7439-96-5 T actual U ug/l
EPA200.8 2/14/2012 2:32:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW36n-PF Nickel 7440-02-0 T actual 1.1 ug/l
EPA200.8 2/14/2012 2:32:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW36n-PF Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 2:32:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW36n-PF Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 2:32:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW36n-PF Uranium 7440-61-1 T actual U ug/l
EPA200.8 2/14/2012 2:32:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-42 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW36n-PF Zinc 7440-66-6 T actual 2.6 ug/l
EPA200.8 2/14/2012 2:32:00 PM initial WA LB 25 METHOD
DIM0274841
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(Total/Dissolved)

BB21302

(Total/Dissolved)

BB21302

(Total/Dissolved)

BB21302

(Total/Dissolved)

BB21302

(Total/Dissolved)

BB21302

(Total/Dissolved)

BB21302

(Total/Dissolved)

BB21302

(Total/Dissolved)

BB21302

(Total/Dissolved)

BB21302

(Total/Dissolved)

BB21302

(Total/Dissolved)

BB21302

(Total/Dissolved)

2/13/2012

HW36n-PF Cobalt 7440-48-4
EPA200.8
2/13/2012

HW36n-PF Vanadium

2/13/2012

HWA49-PF Tin
EPA200.7
2/13/2012

HW49-PF Titanium

2/13/2012

HW49-PF Strontium

2/13/2012

HWA49-PF Sodium

2/13/2012

HW49-PF Potassium

2/13/2012

HW49-PF Magnesium

2/13/2012

HWA49-PF Lithium 7439-93-2
EPA200.7
2/13/2012

HW49-PF Iron
EPA200.7
2/13/2012

HW49-PF Calcium

2/13/2012

1202004-42
yes Y

2:32:00 PM initial

1202004-42
yes Y

actual
2:32:00 PM
1202004-42
yes Y

1:49:00 PM initial

1202004-43
yes Y

actual
1:49:00 PM
1202004-43
yes Y

actual
1:49:00 PM
1202004-43
yes Y

actual
1:49:00 PM
1202004-43
yes Y

actual
1:49:00 PM
1202004-43
yes Y

actual
1:49:00 PM
1202004-43
yes Y

1:49:00 PM initial

1202004-43
yes Y

1:49:00 PM initial

1202004-43
yes Y

actual
1:49:00 PM
1202004-43
yes Y

71/71 Drinking Water

2 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

5 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
9.2 1000  ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
47.8 2000 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
204 500 ug/l
Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
1 METHOD
71/71 Drinking Water
26 100 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
6.6 500 ug/l
Prep
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BB21302
HW49-PF Boron 7440-42-8 T actual U ug/l
EPA200.7 2/14/2012 1:49:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 3.5 50 ug/l
Prep
BB21302
HW49-PF Barium 7440-39-3 T actual 88.2 ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 10 ug/l
Prep
BB21302
HW49-PF Vanadium 7440-62-2 T actual U ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW49-PF Uranium 7440-61-1 T actual 2.1 ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW49-PF Thallium 7440-28-0 T actual U ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW49-PF Silver 7440-22-4 T actual U ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW49-PF Selenium 7782-49-2 T actual U ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 5 ug/l
Prep
BB21302
HW49-PF Nickel 7440-02-0 T actual 1.8 ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW49-PF Manganese 7439-96-5 T actual 2 ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 1 ug/l
Prep
BB21302
HW49-PF Lead 7439-92-1 T actual U ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y U N 1 ug/l
Prep
BB21302
HW49-PF Copper 7440-50-8 T actual 67.7 ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL TRG yes Y D N 2 ug/l
Prep
BB21302
HW49-PF Cobalt 7440-48-4 T actual U ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
DIM0274743 DIM0274843



2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
HW49-PF Chromium 7440-47-3 actual U ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 2 ug/l
Prep
BB21302
HW49-PF Aluminum 7429-90-5 actual U ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 30 ug/l
Prep
BB21302
HW49-PF Beryllium 7440-41-7 actual U ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
HW49-PF Arsenic 7440-38-2 actual 1.6 ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y D N 1 ug/l
Prep
BB21302
HW49-PF Antimony 7440-36-0 actual U ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 2 ug/l
Prep
BB21302
HW49-PF Zinc 7440-66-6 T 27 ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y D N 2 ug/l
Prep
BB21302
HW49-PF Cadmium 7440-43-9 actual U ug/l
EPA200.8 2/14/2012 2:37:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-43 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
FB15-F Titanium 7440-32-6 actual U ug/l
EPA200.7 2/14/2012 1:53:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 200 ug/l
Prep
BB21302
FB15-F Potassium 9/7/7440 actual U ug/l
EPA200.7 2/14/2012 1:53:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 47.8 2000 ug/l
Prep
BB21302
FB15-F Tin 7440-31-5 T U ug/l
EPA200.7 2/14/2012 1:53:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 200 ug/l
Prep
BB21302
FB15-F Sodium 7440-23-5 actual U ug/l
EPA200.7 2/14/2012 1:53:00 PM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 9.2 1000  ug/l
Prep
DIM0274743
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BB21302
FB15-F Magnesium 7439-95-4 T actual
EPA200.7 2/14/2012 1:53:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-44
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15-F Lithium 7439-93-2 T actual
EPA200.7 2/14/2012 1:53:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-44
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15-F Iron 7439-89-6 T actual
EPA200.7 2/14/2012 1:53:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-44
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15-F Calcium 7440-70-2 T actual
EPA200.7 2/14/2012 1:53:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-44
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15-F Boron 7440-42-8 T actual
EPA200.7 2/14/2012 1:53:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-44
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15-F Strontium 7440-24-6 T actual
EPA200.7 2/14/2012 1:53:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-44
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15-F Lead 7439-92-1 T actual
EPA200.8 2/14/2012 2:43:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-44
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15-F Antimony 7440-36-0 T actual
EPA200.8 2/14/2012 2:43:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-44
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15-F Arsenic 7440-38-2 T actual
EPA200.8 2/14/2012 2:43:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-44
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15-F Barium 7440-39-3 T actual
EPA200.8 2/14/2012 2:43:00 PM initial
2/13/2012 8:39:00 AM R3CRL 1202004-44
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15-F Beryllium 7440-41-7 T actual
EPA200.8 2/14/2012 2:43:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-44
(Total/Dissolved) 50 mL TRG yes Y
BB21302
FB15-F Cadmium 7440-43-9 T actual
EPA200.8 2/14/2012 2:43:00 PM

initial

u

WA

WA

initial

u

WA

initial

u

WA

initial

u

initial

u

WA

initial

u

initial

WA
50

LB
50

LB
50

WA
50

LB

WA
50

LB

WA
50

WA
50

LB
50

WA
50

WA

ug/l

1 METHOD
71/71 Drinking Water
204 500 ug/l

Prep
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
1 METHOD
71/71 Drinking Water
26 100 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
6.6 500 ug/l
Prep
1 METHOD
71/71 Drinking Water
35 50 ug/l
Prep
ug/l
1 METHOD
71/71 Drinking Water
200 ug/l
Prep
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
2 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water

1 ug/l
Prep
25 METHOD
71/71 Drinking Water
10 ug/l
Prep

ug/l
25 METHOD
71/71 Drinking Water
1 ug/l
Prep

ug/l
25 METHOD
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2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
FB15-F Chromium 7440-47-3 actual U ug/l
EPA200.8 2/14/2012 2:43:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 2 ug/l
Prep
BB21302
FB15-F Aluminum 7429-90-5 actual U ug/l
EPA200.8 2/14/2012 2:43:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 30 ug/l
Prep
BB21302
FB15-F Copper 7440-50-8 T U ug/l
EPA200.8 2/14/2012 2:43:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 2 ug/l
Prep
BB21302
FB15-F Thallium 7440-28-0 actual U ug/l
EPA200.8 2/14/2012 2:43:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
FB15-F Manganese 7439-96-5 actual U ug/l
EPA200.8 2/14/2012 2:43:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
FB15-F Nickel 7440-02-0 T U ug/l
EPA200.8 2/14/2012 2:43:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
FB15-F Selenium 7782-49-2 actual U ug/l
EPA200.8 2/14/2012 2:43:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 5 ug/l
Prep
BB21302
FB15-F Silver 7440-22-4 T U ug/l
EPA200.8 2/14/2012 2:43:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
FB15-F Uranium 7440-61-1 actual U ug/l
EPA200.8 2/14/2012 2:43:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
BB21302
FB15-F Zinc 7440-66-6 T U ug/l
EPA200.8 2/14/2012 2:43:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 2 ug/l
Prep
BB21302
FB15-F Cobalt 7440-48-4 T U ug/l
EPA200.8 2/14/2012 2:43:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL 1202004-44 50 ml 71/71 Drinking Water
(Total/Dissolved) 50 mL yes Y U N 1 ug/l
Prep
DIM0274743 DIM0274846



BB21302
FB15-F Vanadium 7440-62-2 T actual
EPA200.8 2/14/2012 2:43:00 PM
2/13/2012 8:39:00 AM R3CRL 1202004-44
(Total/Dissolved) 50 mL TRG yes Y
BB21302
BLK1 Cobalt 7440-48-4 T actual
EPA200.8 2/14/2012 12:09:00 PM initial WA
8:39:00 AM R3CRL BB21302-BLK1 50
Y U N 1 ug/l
Prep
BLK1  Aluminum 7429-90-5 T actual
EPA200.8 2/14/2012 12:09:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK1
TRG yes Y U N 30
BLK1  Antimony 7440-36-0 T actual
EPA200.8 2/14/2012 12:09:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK1
TRG yes Y U N 2
BLK1  Arsenic 7440-38-2 T actual
EPA200.8 2/14/2012 12:09:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK1
TRG yes Y U N 1
BLK1 Barium 7440-39-3 T actual
EPA200.8 2/14/2012 12:09:00 PM initial WA
8:39:00 AM R3CRL BB21302-BLK1 50
Y U N 10 ug/l
Prep
BLK1  Beryllium 7440-41-7 T actual
EPA200.8 2/14/2012 12:09:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK1
TRG yes Y U N 1
BLK1  Chromium 7440-47-3 T actual
EPA200.8 2/14/2012 12:09:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK1
TRG yes Y U N 2
BLK1 Copper 7440-50-8 T actual
EPA200.8 2/14/2012 12:09:00 PM initial WA
8:39:00 AM R3CRL BB21302-BLK1 50
Y U N 2 ug/l
Prep
BLK1 Lead 7439-92-1 T actual
EPA200.8 2/14/2012 12:09:00 PM initial WA
8:39:00 AM R3CRL BB21302-BLK1 50
Y U N 1 ug/l
Prep
BLK1 Manganese 7439-96-5 T actual
EPA200.8 2/14/2012 12:09:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK1
TRG yes Y U N 1
BLK1 Nickel 7440-02-0 T actual
EPA200.8 2/14/2012 12:09:00 PM initial WA
8:39:00 AM R3CRL BB21302-BLK1 50
Y U N 1 ug/l
Prep
BLK1  Selenium 7782-49-2 T actual
EPA200.8 2/14/2012 12:09:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK1
TRG yes Y U N 5
BLK1 Silver 7440-22-4 T actual
EPA200.8 2/14/2012 12:09:00 PM initial WA
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Prep
U ug/l
LB
ml
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U ug/l
LB
ml
BB21302
U
WA LB
50
ug/l
Prep
U ug/l
LB
ml
BB21302
U
WA LB
50
ug/l
Prep
U ug/l
LB

U ug/l
LB 25 METHOD
mi 71/71 Drinking Water
N 5 ug/l
Prep
25 METHOD 2/13/2012
50 mL TRG yes
0
ug/l
25 METHOD
ml 50 mL
0
BB21302
ug/l
25 METHOD
ml 50 mL
0
BB21302
ug/l
25 METHOD
ml 50 mL
0
BB21302
25 METHOD 2/13/2012
50 mL TRG yes
0
ug/l
25 METHOD
ml 50 mL
0
BB21302
ug/l
25 METHOD
ml 50 mL
0
BB21302
25 METHOD 2/13/2012
50 mL TRG yes
0
25 METHOD 2/13/2012
50 mL TRG yes
0
ug/l
25 METHOD
ml 50 mL
0
BB21302
25 METHOD 2/13/2012
50 mL TRG yes
0
ug/l
25 METHOD
ml 50 mL
0
BB21302
25 METHOD 2/13/2012
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BLK1

BLK1

BLK1

BLK1

BLK1

BLK2

BLK2

BLK2

BLK2

BLK2

BLK2

BLK2

BLK2

BLK2

8:39:00 AM R3CRL BB21302-BLK1 50
Y U N 1 ug/l
Prep
Thallium 7440-28-0 T actual
EPA200.8 2/14/2012 12:09:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK1
TRG yes Y U N 1
Uranium 7440-61-1 T actual
EPA200.8 2/14/2012 12:09:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK1
TRG yes Y U N 1
Vanadium 7440-62-2 T actual
EPA200.8 2/14/2012 12:09:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK1
TRG yes Y U N 5
Zinc 7440-66-6 T actual
EPA200.8 2/14/2012 12:09:00 PM initial WA
8:39:00 AM R3CRL BB21302-BLK1 50
Y U N 2 ug/l
Prep
Cadmium 7440-43-9 T actual
EPA200.8 2/14/2012 12:09:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK1
TRG yes Y U N 1
Calcium 7440-70-2 T actual
EPA200.7 2/14/2012 11:55:00 AM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK2
TRG yes Y U N 6.6 500
Magnesium 7439-95-4 T actual
EPA200.7 2/14/2012 11:55:00 AM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK2
TRG yes Y U N 204 500
Boron 7440-42-8 T actual
EPA200.7 2/14/2012 11:55:00 AM initial WA
8:39:00 AM R3CRL BB21302-BLK2 50
Y U N 3.5 50 ug/l
Prep
Iron 7439-89-6 T actual
EPA200.7 2/14/2012 11:55:00 AM initial WA
8:39:00 AM R3CRL BB21302-BLK2 50
Y U N 2.6 100 ug/l
Prep
Lithium 7439-93-2 T actual
EPA200.7 2/14/2012 11:55:00 AM initial WA
8:39:00 AM R3CRL BB21302-BLK2 50
Y U N 200 ug/l
Prep
Potassium 9/7/7440 T actual
EPA200.7 2/14/2012 11:55:00 AM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK2
TRG yes Y U N 47.8 2000
Sodium 7440-23-5 T actual
EPA200.7 2/14/2012 11:55:00 AM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK2
TRG yes Y U N 9.2 1000
Strontium 7440-24-6 T actual
EPA200.7 2/14/2012 11:55:00 AM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK2
TRG yes Y U N 200
Titanium 7440-32-6 T actual
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50 mL TRG yes
0
ug/l
25 METHOD
ml 50 mL
0
BB21302
ug/l
25 METHOD
ml 50 mL
0
BB21302
ug/l
25 METHOD
ml 50 mL
0
BB21302
25 METHOD 2/13/2012
50 mL TRG yes
0
ug/l
25 METHOD
ml 50 mL
0
BB21302
ug/l
1 METHOD
ml 50 mL
0
BB21302
ug/l
1 METHOD
ml 50 mL
0
BB21302
1 METHOD 2/13/2012
50 mL TRG yes
0
1 METHOD 2/13/2012
50 mL TRG yes
0
1 METHOD 2/13/2012
50 mL TRG yes
0
ug/l
1 METHOD
ml 50 mL
0
BB21302
ug/l
1 METHOD
ml 50 mL
0
BB21302
ug/l
1 METHOD
ml 50 mL
0
BB21302
ug/l
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BLK2

BLK2

BLK2

BS1

BS1

BS1

BS1

BS1

BS1

BS1

BS1

BS1

BS1

EPA200.7 2/14/2012 11:55:00 AM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK2
TRG yes Y U N 200
Tin 7440-31-5 T actual
EPA200.7 2/14/2012 11:55:00 AM initial WA
8:39:00 AM R3CRL BB21302-BLK2 50
Y U N 200 ug/l

Prep
Barium 7440-39-3 T actual
EPA200.7 2/14/2012 11:55:00 AM initial WA
8:39:00 AM R3CRL BB21302-BLK2 50
Y U N 1.2 200 ug/l

Prep
Manganese 7439-96-5 T actual

EPA200.7 2/14/2012 11:55:00 AM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BLK2
TRG yes Y U N 0.3 15
Copper 7440-50-8 T actual

EPA200.8 2/14/2012 12:14:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BS1
SC yes Y D N 2
Aluminum 7429-90-5 T actual

EPA200.8 2/14/2012 12:14:00 PM
2/13/2012 8:39:00 AM R3CRL BB21302-BS1
SC yes Y D N 30
Antimony 7440-36-0 T actual

EPA200.8 2/14/2012 12:14:00 PM
2/13/2012 8:39:00 AM R3CRL BB21302-BS1
SC yes Y D N 2
Arsenic 7440-38-2 T actual

EPA200.8 2/14/2012 12:14:00 PM
2/13/2012 8:39:00 AM R3CRL BB21302-BS1
SC yes Y D N 1
Barium 7440-39-3 T actual

EPA200.8 2/14/2012 12:14:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BS1
SC yes Y D N 10
Beryllium 7440-41-7 T actual

EPA200.8 2/14/2012 12:14:00 PM
2/13/2012 8:39:00 AM R3CRL BB21302-BS1
SC yes Y D N 1
Cadmium 7440-43-9 T actual

EPA200.8 2/14/2012 12:14:00 PM
2/13/2012 8:39:00 AM R3CRL BB21302-BS1
SC yes Y D N 1
Cobalt 7440-48-4 T actual

EPA200.8 2/14/2012 12:14:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BS1
SC yes Y D N 1
Manganese 7439-96-5 T actual

EPA200.8 2/14/2012 12:14:00 PM
2/13/2012 8:39:00 AM R3CRL BB21302-BS1
SC yes Y D N 1
Nickel 7440-02-0 T actual

EPA200.8 2/14/2012 12:14:00 PM initial
2/13/2012 8:39:00 AM R3CRL BB21302-BS1
SC yes Y D N 1

202.546
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50.8547
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5.26759

53.9248

WA LB

50
ug/l

Prep
U ug/l
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ug/l

Prep
initial WA

50
ug/l
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1 METHOD
mi 50 mL
0
BB21302
1 METHOD 2/13/2012
50 mL TRG yes
0
1 METHOD 2/13/2012
50 mL TRG yes
0
ug/l
1 METHOD
mi 50 mL
0
BB21302
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25 METHOD
mi 50 mL
0
BB21302
ug/l
LB 25 METHOD
mi 50 mL
0
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ug/l
LB 25 METHOD
mi 50 mL
0
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LB 25 METHOD
mi 50 mL
0
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25 METHOD
mi 50 mL
0
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ug/l
LB 25 METHOD
mi 50 mL
0
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ug/l
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mi 50 mL
0
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25 METHOD
mi 50 mL
0
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LB 25 METHOD
mi 50 mL
0
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ug/l
25 METHOD
mi 50 mL
0
BB21302
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BS1 Selenium 7782-49-2 T actual 51.2407 ug/l
EPA200.8 2/14/2012 12:14:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS1 50 ml 50 mL
SC yes Y D N 5 ug/l 0
Prep BB21302
BS1 Silver 7440-22-4 T actual 5.32658 ug/l
EPA200.8 2/14/2012 12:14:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS1 50 ml 50 mL
SC yes Y D N 1 ug/l 0
Prep BB21302
BS1 Thallium 7440-28-0 T actual 52.1652 ug/l
EPA200.8 2/14/2012 12:14:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS1 50 ml 50 mL
SC yes Y D N 1 ug/l 0
Prep BB21302
BS1 Uranium 7440-61-1 T actual 51.2518 ug/l
EPA200.8 2/14/2012 12:14:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS1 50 ml 50 mL
SC yes Y D N 1 ug/l 0
Prep BB21302
BS1 Vanadium 7440-62-2 T actual 51.8343 ug/l
EPA200.8 2/14/2012 12:14:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS1 50 ml 50 mL
SC yes Y D N 5 ug/l 0
Prep BB21302
BS1 Zinc 7440-66-6 T actual 54.2609 ug/l
EPA200.8 2/14/2012 12:14:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS1 50 ml 50 mL
SC yes Y D N 2 ug/l 0
Prep BB21302
BS1 Lead 7439-92-1 T actual 52.4726 ug/l
EPA200.8 2/14/2012 12:14:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS1 50 ml 50 mL
SC yes Y D N 1 ug/l 0
Prep BB21302
BS1 Chromium 7440-47-3 T actual 53.4754 ug/l
EPA200.8 2/14/2012 12:14:00 PM initial WA LB 25 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS1 50 ml 50 mL
SC yes Y D N 2 ug/l 0
Prep BB21302
BS2 Barium 7440-39-3 T actual 2197.89 ug/l
EPA200.7 2/14/2012 11:58:00 AM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS2 50 ml 50 mL
SC yes Y N 1.2 200 ug/l 0
Prep BB21302
BS2 Boron 7440-42-8 T actual 538.793 ug/l
EPA200.7 2/14/2012 11:58:00 AM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS2 50 ml 50 mL
SC yes Y N 3.5 50 ug/l 0
Prep BB21302
BS2 Calcium 7440-70-2 T actual 11054.9 ug/l
EPA200.7 2/14/2012 11:58:00 AM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS2 50 ml 50 mL
SC yes Y N 6.6 500 ug/l 0
Prep BB21302
BS2 Iron 7439-89-6 T actual 5518.23 ug/l
EPA200.7 2/14/2012 11:58:00 AM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS2 50 ml 50 mL
SC yes Y N 2.6 100 ug/l 0
Prep BB21302
BS2 Lithium 7439-93-2 T actual 506.201 ug/l
EPA200.7 2/14/2012 11:58:00 AM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS2 50 ml 50 mL
SC yes Y N 200 ug/l 0
Prep BB21302
BS2 Potassium 9/7/7440 T actual 20855.1 ug/l
EPA200.7 2/14/2012 11:58:00 AM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS2 50 ml 50 mL
SC yes Y N 47.8 2000 ug/l 0
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Prep BB21302
BS2 Magnesium 7439-95-4 T actual 11124.7 ug/l
EPA200.7 2/14/2012 11:58:00 AM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS2 50 ml 50 mL
SC yes Y N 204 500 ug/l 0
Prep BB21302
BS2 Strontium 7440-24-6 T actual 538.156 ug/l
EPA200.7 2/14/2012 11:58:00 AM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS2 50 ml 50 mL
SC yes Y N 200 ug/l 0
Prep BB21302
BS2 Titanium 7440-32-6 T actual 558.38 ug/l
EPA200.7 2/14/2012 11:58:00 AM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS2 50 ml 50 mL
SC yes Y N 200 ug/l 0
Pre BB21302
BS2 Tin 7440-31-5 T actual 563.448 ug/l
EPA200.7 2/14/2012 11:58:00 AM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS2 50 ml 50 mL
SC yes Y N 200 ug/l 0
Prep BB21302
BS2 Sodium 7440-23-5 T actual 10827.4 ug/l
EPA200.7 2/14/2012 11:58:00 AM initial WA LB 1 METHOD
2/13/2012 8:39:00 AM R3CRL BB21302-BS2 50 ml 50 mL
SC yes Y N 9.2 1000  ug/l 0
Prep BB21302
HW36n 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/14/2012 11:41:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-21 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 10 ug/l
Prep  BB21303
HW36n 2-Butoxyethanol 111-76-2 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 12:26:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-21 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 5 ug/l
Prep  BB21303
HW36n TRIETHYLENE GLYCOL 112-27-6 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 12:26:00 AM initial WA LB
1 METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-21 1 ml 71
Drinking Water 1 mL TRG yes Y U Y 25 ug/l
Prep
BB21303
HW36n TETRAETHYLENE GLYCOL 112-60-7 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 12:26:00 AM initial WA LB
1 METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-21 1 ml 71
Drinking Water 1 mL TRG yes Y U Y 25 ug/l
Prep
BB21303
HW36n Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 12:26:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-21 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep  BB21303
HW49 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/14/2012 11:46:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-22 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 10 ug/l
Prep  BB21303
HW49 Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 12:46:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-22 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep  BB21303
HW49 TETRAETHYLENE GLYCOL 112-60-7 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 12:46:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-22 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep  BB21303
HW49 TRIETHYLENE GLYCOL 112-27-6 T actual U ug/l
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Glycol by LC/MS/MS 2/15/2012 12:46:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-22 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep  BB21303
HW49 2-Butoxyethanol 111-76-2 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 12:46:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-22 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 5 ug/l
Prep  BB21303
HW16-P 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/14/2012 11:52:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-23 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 10 ug/l
Prep  BB21303
HW16-P Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 1:07:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-23 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep  BB21303
HW16-P TETRAETHYLENE GLYCOL 112-60-7 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 1:07:00 AM initial WA LB
1 METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-23 1 ml 71
Drinking Water 1 mL TRG yes Y U Y 25 ug/l
Prep
BB21303
HW16-P 2-Butoxyethanol 111-76-2 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 1:07:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-23 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 5 ug/l
Prep  BB21303
HW16-P TRIETHYLENE GLYCOL 112-27-6 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 1:07:00 AM initial WA LB
1 METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-23 1 ml 71
Drinking Water 1 mL TRG yes Y U Y 25 ug/l
Prep
BB21303
HW54-P 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/14/2012 11:57:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-24 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 10 ug/l
Prep  BB21303
HW54-P 2-Butoxyethanol 111-76-2 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 1:27:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-24 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 5 ug/l
Prep  BB21303
HW54-P Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 1:27:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-24 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep  BB21303
HW54-P TETRAETHYLENE GLYCOL 112-60-7 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 1:27:00 AM initial WA LB
1 METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-24 1 ml 71
Drinking Water 1 mL TRG yes Y U Y 25 ug/l
Prep
BB21303
HW54-P TRIETHYLENE GLYCOL 112-27-6 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 1:27:00 AM initial WA LB
1 METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-24 1 ml 71
Drinking Water 1 mL TRG yes Y U Y 25 ug/l
Prep
BB21303
FB14 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/14/2012 12:03:00 PM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-25 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 10 ug/l
Prep  BB21303
FB14 2-Butoxyethanol 111-76-2 T actual U ug/l
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Water

FB14

Water

FB14

Water

FB14

Water

HW16z

Water

HW16z

Water

HW16z

Water

HW16z

Water

HW16z

Water

HW16

Water

HW16

Water

HW16

Water

HW16

Water

HW16

Water

Glycol by LC/MS/MS 2/15/2012 1:48:00 AM initial
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-25
1 mL TRG yes Y U Y
TETRAETHYLENE GLYCOL 112-60-7 T actual
Glycol by LC/MS/MS 2/15/2012 1:48:00 AM
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-25
1 mL TRG yes Y U Y
Diethylene Glycol 111-46-6 T actual
Glycol by LC/MS/MS 2/15/2012 1:48:00 AM initial
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-25
1 mL TRG yes Y U Y
TRIETHYLENE GLYCOL 112-27-6 T actual
Glycol by LC/MS/MS 2/15/2012 1:48:00 AM
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-25
1 mL TRG yes Y U Y
2-Methoxyethanol 109-86-4 T actual
Glycol by LC/MS/MS 2/14/2012 12:08:00 PM initial
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-26
1 mL TRG yes Y U Y
TRIETHYLENE GLYCOL 112-27-6 T actual
Glycol by LC/MS/MS 2/15/2012 2:08:00 AM
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-26
1 mL TRG yes Y U Y
TETRAETHYLENE GLYCOL 112-60-7 T actual
Glycol by LC/MS/MS 2/15/2012 2:08:00 AM
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-26
1 mL TRG yes Y U Y
Diethylene Glycol 111-46-6 T actual
Glycol by LC/MS/MS 2/15/2012 2:08:00 AM initial
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-26
1 mL TRG yes Y U Y
2-Butoxyethanol 111-76-2 T actual
Glycol by LC/MS/MS 2/15/2012 2:08:00 AM initial
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-26
1 mL TRG yes Y U Y
2-Methoxyethanol 109-86-4 T actual
Glycol by LC/MS/MS 2/14/2012 12:14:00 PM initial
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-27
1 mL TRG yes Y U Y
TRIETHYLENE GLYCOL 112-27-6 T actual
Glycol by LC/MS/MS 2/15/2012 2:29:00 AM
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-27
1 mL TRG yes Y U Y
TETRAETHYLENE GLYCOL 112-60-7 T actual
Glycol by LC/MS/MS 2/15/2012 2:29:00 AM
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-27
1 mL TRG yes Y U Y
2-Butoxyethanol 111-76-2 T actual
Glycol by LC/MS/MS 2/15/2012 2:29:00 AM initial
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-27
1 mL TRG yes Y U Y
Diethylene Glycol 111-46-6 T actual
Glycol by LC/MS/MS 2/15/2012 2:29:00 AM initial
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-27
1 mL TRG yes Y U Y
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HW44 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/14/2012 12:19:00 PM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-28 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 10 ug/l
Prep  BB21303
HW44 Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 2:49:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-28 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep  BB21303
HW44 2-Butoxyethanol 111-76-2 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 2:49:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-28 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 5 ug/l
Prep  BB21303
HW44 TRIETHYLENE GLYCOL 112-27-6 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 2:49:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-28 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep  BB21303
HW44 TETRAETHYLENE GLYCOL 112-60-7 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 2:49:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-28 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep  BB21303
HW49-P 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/14/2012 12:25:00 PM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-29 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 10 ug/l
Prep  BB21303
HW49-P Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 3:10:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-29 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep  BB21303
HW49-P TETRAETHYLENE GLYCOL 112-60-7 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 3:10:00 AM initial WA LB
1 METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-29 1 ml 71
Drinking Water 1 mL TRG yes Y U Y 25 ug/l
Prep
BB21303
HW49-P TRIETHYLENE GLYCOL 112-27-6 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 3:10:00 AM initial WA LB
1 METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-29 1 ml 71
Drinking Water 1 mL TRG yes Y U Y 25 ug/l
Prep
BB21303
HW49-P 2-Butoxyethanol 111-76-2 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 3:10:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-29 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 5 ug/l
Prep  BB21303
HW36n-P 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/14/2012 12:30:00 PM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-30 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 10 ug/l
Prep  BB21303
HW36n-P Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 3:30:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-30 1 ml 71 Drinking
Water 1 mL TRG yes Y U Y 25 ug/l
Prep  BB21303
HW36n-P TETRAETHYLENE GLYCOL 112-60-7 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 3:30:00 AM initial WA LB
1 METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-30 1 ml 71
Drinking Water 1 mL TRG yes Y U Y 25 ug/l
Prep
BB21303
HW36n-P TRIETHYLENE GLYCOL 112-27-6 T actual U ug/l
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Glycol by LC/MS/MS 2/15/2012 3:30:00 AM
1 METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-30
Drinking Water 1 mL TRG yes Y U Y
BB21303
HW36n-P 2-Butoxyethanol 111-76-2 T actual
Glycol by LC/MS/MS 2/15/2012 3:30:00 AM initial
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-30
Water 1 mL TRG yes Y U Y 5
FB15 2-Methoxyethanol 109-86-4 T actual U
Glycol by LC/MS/MS 2/14/2012 1:52:00 PM initial WA
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-31
Water 1 mL TRG yes Y U Y 10
FB15 TETRAETHYLENE GLYCOL 112-60-7 T actual
Glycol by LC/MS/MS 2/15/2012 4:32:00 AM initial
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-31
Water 1 mL TRG yes Y U Y 25
FB15 2-Butoxyethanol 111-76-2 T actual U
Glycol by LC/MS/MS 2/15/2012 4:32:00 AM initial WA
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-31
Water 1 mL TRG yes Y U Y 5
FB15 TRIETHYLENE GLYCOL 112-27-6 T actual
Glycol by LC/MS/MS 2/15/2012 4:32:00 AM initial
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-31
Water 1 mL TRG yes Y U Y 25
FB15 Diethylene Glycol 111-46-6 T actual U
Glycol by LC/MS/MS 2/15/2012 4:32:00 AM initial WA
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-31
Water 1 mL TRG yes Y U Y 25
HW54 2-Methoxyethanol 109-86-4 T actual U
Glycol by LC/MS/MS 2/14/2012 1:58:00 PM initial WA
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-32
Water 1 mL TRG yes Y U Y 10
HW54 TETRAETHYLENE GLYCOL 112-60-7 T actual
Glycol by LC/MS/MS 2/15/2012 4:52:00 AM initial
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-32
Water 1 mL TRG yes Y U Y 25
HW54 2-Butoxyethanol 111-76-2 T actual U
Glycol by LC/MS/MS 2/15/2012 4:52:00 AM initial WA
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-32
Water 1 mL TRG yes Y U Y 5
HW54 Diethylene Glycol 111-46-6 T actual U
Glycol by LC/MS/MS 2/15/2012 4:52:00 AM initial WA
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-32
Water 1 mL TRG yes Y U Y 25
HW54 TRIETHYLENE GLYCOL 112-27-6 T actual
Glycol by LC/MS/MS 2/15/2012 4:52:00 AM initial
METHOD 2/13/2012 9:00:00 AM R3CRL 1202004-32
Water 1 mL TRG yes Y U Y 25
BLK1 2-Methoxyethanol 109-86-4 T actual U
Glycol by LC/MS/MS 2/14/2012 11:35:00 AM initial WA
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BLK1
mL TRG yes Y U Y 10 ug/l
0
BLK1 TRIETHYLENE GLYCOL 112-27-6 T actual
Glycol by LC/MS/MS 2/15/2012 12:05:00 AM initial
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BLK1
mL TRG yes Y U Y 25 ug/l
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0 Prep  BB21303
BLK1 Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 12:05:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BLK1 1 ml
mL TRG yes Y U Y 25 ug/l
0 Prep  BB21303
BLK1 2-Butoxyethanol 111-76-2 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 12:05:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BLK1 1 ml
mL TRG yes Y U Y 5 ug/l
0 Prep  BB21303
BLK1 TETRAETHYLENE GLYCOL 112-60-7 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 12:05:00 AM initial WA LB
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BLK1 1 ml
mL TRG yes Y U Y 25 ug/l
0 Prep  BB21303
BS1 2-Methoxyethanol 109-86-4 T actual U ug/l
Glycol by LC/MS/MS 2/15/2012 3:51:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BS1 1 ml
mL TRG yes Y U Y 10 ug/l
0 Prep  BB21303
BS1 TRIETHYLENE GLYCOL 112-27-6 T actual 102 ug/l
Glycol by LC/MS/MS 2/15/2012 3:51:00 AM initial WA LB
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BS1 1 ml
mL SC yes Y Y 25 ug/l
0 Prep  BB21303
BS1 Diethylene Glycol 111-46-6 T actual 92.8 ug/l
Glycol by LC/MS/MS 2/15/2012 3:51:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BS1 1 ml
mL SC yes Y Y 25 ug/l
0 Prep  BB21303
BS1 2-Butoxyethanol 111-76-2 T actual 117 ug/l
Glycol by LC/MS/MS 2/15/2012 3:51:00 AM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BS1 1 ml
mL SC yes Y Y 5 ug/l
0 Prep  BB21303
BS1 TETRAETHYLENE GLYCOL 112-60-7 T actual 105 ug/l
Glycol by LC/MS/MS 2/15/2012 3:51:00 AM initial WA LB
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BS1 1 ml
mL SC yes Y Y 25 ug/l
0 Prep  BB21303
BS2 TRIETHYLENE GLYCOL 112-27-6 T actual U ug/l
Glycol by LC/MS/MS 2/14/2012 2:15:00 PM initial WA LB
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BS2 1 ml
mL TRG yes Y U Y 25 ug/l
0 Prep  BB21303
BS2 2-Butoxyethanol 111-76-2 T actual U ug/l
Glycol by LC/MS/MS 2/14/2012 2:15:00 PM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BS2 1 ml
mL TRG yes Y U Y 5 ug/l
0 Prep  BB21303
BS2 2-Methoxyethanol 109-86-4 T actual 107 ug/l
Glycol by LC/MS/MS 2/14/2012 2:15:00 PM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BS2 1 ml
mL SC yes Y Y 10 ug/l
0 Prep  BB21303
BS2 Diethylene Glycol 111-46-6 T actual U ug/l
Glycol by LC/MS/MS 2/14/2012 2:15:00 PM initial WA LB 1
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BS2 1 ml
mL TRG yes Y U Y 25 ug/l
0 Prep  BB21303
BS2 TETRAETHYLENE GLYCOL 112-60-7 T actual U ug/l
Glycol by LC/MS/MS 2/14/2012 2:15:00 PM initial WA LB
METHOD 2/13/2012 9:00:00 AM R3CRL BB21303-BS2 1 ml
mL TRG yes Y U Y 25 ug/l
0 Prep  BB21303
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